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Preface 

In  recent  years  the  number  of  neutron  sources  in  this 
country  has  increased  greatly.  It  has  also  become  evident 
that,  because  of  their  physical  properties  and  biological 
effects,  neutrons  must  be  regarded  as  a  special  type  of 
radiation  hazard.  On  the  other  hand,  the  formulation  of 
adequate  protection  regulations  is  made  difficult  because 
of  ffie  limited  experience  available  and  because  of  the 
variable  output  of  many  neutron  sources.  The  contents  of 
this  Handbook  are  based  on  what  is  believed  to  be  the  best 
information  pi-esently  available,  and  as  some  of  this  in¬ 
formation  is  not  easily  obtainable  it  has  been  set  forth  in 
some  detail.  Because  of  the  rapid  development  of  neutron 
technology  it  was  felt  advisable  to  state  recommendations 
rather  than  rules  in  many  instances.  However,  the  rules 
provided  (section  IV)  are  deemed  essential  for  proper 
protection. 

Subcommittee  I  of  the  National  Conunittee  on  Radiation 
Protection  and  Measurements  has  recommended  limits  for 
the  maximum  permissible  dose  of  ionizing  radiations  in 
NBS  Handbook  59.  Since  the  publication  of  this  Handbook 
the  limits  have  again  come  under  consideration  by  both  the 
National  and  the  International  Committees  on  Radiation 
Protection.  In  addition,  the  National  Academy  of  Sciences 
and  the  British  Medical  Research  Council  have  executed 
detailed  reviews  on  the  effects  of  ionizing  radiations  on 
human  beings.  The  four  gi-oups  have  made  quite  similar 
recommendations. 

The  recommendations  of  this  Handbook  take  into  con¬ 
sideration  the  statement  of  Januarj-  8,  1957,  by  the  Na¬ 
tional  Committee  on  Radiation  Protection  and  Measure¬ 
ments  recommending  a  substantial  lowering  of  the  maxi¬ 
mum  permissible  levels  for  radiation  workers.’  The  re¬ 
quirements  in  section  21.5  are  somewhat  more  stringent 
than  those  given  in  the  January  statement.  In  addition, 
the  RBE’s  used  for  neutrons  are  those  given  previously, 
although  there  is  some  evidence  that  they  are  too  high.  At 
the  present  time.  Subcommittee  M-4  of  the  NCRP  is  con¬ 
sidering  the  RBE  problem.  At  some  future  time,  the  RBE’s 
in  this  Handbook  may  need  to  be  revised.  ’This  conserva¬ 
tive  attitude  is  considered  desirable  because  much  less  is 
known  about  biological  effects  of  neutron  radiation  as  com¬ 
pared  with  X-  and  gamma  rays. 

*  NBS  Technical  News  Bulletin  41,  17»  1957:  Radioing  68,  260,  1957. 


iii 


The  scope  of  this  Handbook  extends  to  neutron  energies 
up  to  30  Mev.  AlthougJi  both  theoi-etical  and  experimental 
infonnation  is  sparser  beyond  about  10  Mev,  the  higher 
limit  was  chosen  because  many  neutron  generators  operate 
within  the  wider  range.  The  comparatively  few  sources 
pi'oducing  neutrons  in  excess  of  30  Mev  usually  attain 
energies  sevei'al  times  as  great,  and  a  substantially  different 
protection  problem  is  involved. 

The  subject  of  neutron  pi'otoction  at  reactors  has  been 
limited  to  considerations  arising  in  routine  operations.  The 
pi'oblems  of  safe  design  and  construction  are  outside  the 
scope  of  this  Handbook. 

The  National  Committee  on  Radiation  Protection  and 
Measurements  (originally  knorni  as  the  Advisory  Commit¬ 
tee  on  X-ray  and  Radium  Protection)  was  formed  in  1929 
upon  the  recommendation  of  the  International  Commission 
on  Radiological  Protection.  The  Committee  is  sponsored  by 
the  National  Bureau  of  Standards  and  governed  by  rep 
resentatives  of  participating  organizations.  Eighteen  sub¬ 
committees  have  been  established,  each  charged  with  the 
responsibility  of  preparing  recommendations  in  its  particu¬ 
lar  field.  The  reports  of  the  subcommittees  are  approved  b\' 
the  Main  Committee  before  publication. 

The  following  parent  organizations  and  individuals  com¬ 
prise  the  Main  Committee : 

American  College  of  Radiology:  R.  H.  Chambt>rlain  and  M.  D. 
Schulz. 

American  Dental  Association:  R.  J.  N'elsen. 

American  Industrial  Hygiene  Association:  E.  C.  Barnes  and  J. 
H.  Sterner. 

American  -Medical  Association;  P.  C.  Hodges. 

American  Radium  Society:  T.  P.  Eberhard  and  E.  H.  Quimby. 
American  Roentgen  Ray  Society:  T.  C.  Evans  and  R.  R.  N’ewell. 
Health  Physics  Society:  K.  Z.  Morgan  and  J.  W.  Healy. 
International  Association  of  Government  Labor  Officials:  A.  C. 
Blackman  and  I.  R.  Tabershaw. 

National  Bureau  of  Standards:  L.  S.  Taylor,  Chairman,  and 
S.  W.  Raskin,  Secretary. 

National  Electrical  Manufacturers  Association;  J.  A.  Reynolds 
and  E.  D.  Trout. 

Radiological  Society  of  North  America:  C.  B.  Braestrup  and  K.  S. 
Stone. 

U.  S.  Air  Force:  R.  M.  Lechausse,  Col. 

U.  S.  Army.  E.  A.  Lodmell,  Col. 

U.  S.  Atomic  Energy  Commission:  W.  1).  Claus  and  C.  L.  Du  in  am. 
U.  S.  Navy:  S.  F.  Williams,  Capt. 

U.  S.  Public  Health  Service:  H.  L.  Andrews  and  C.  Powell. 
Representatives-at-large:  J.  C.  Bugher,  G.  Failla,  Shields  Warren, 
J.  L.  Weatherwax,  and  E.  G.  Williams. 

Subcommittee  chairmen:  See  below. 
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The  following  aj’e  the  subcommittees  and  their  chairmen : 

Subcommittee  I.  Permissible  Dose  from  External  Sourc<>s. 

Subcommittee  2.  Permissible  Internal  Dose,  K.  Z.  Morfran. 

Subcommittee  3.  X-rays  up  to  Two  Million  Volts.  T.  P.  Ehei’hard. 

Subcommittee  4.  Heavy  Particles  (N’eutrons,  Protons,  and 
Heavier),  H.  H.  Uossi. 

Subcommittee  •'>.  Electrons,  Gamma  Pays  and  X-rays  above  Two 
.Million  Volts,  H.  W.  Koch. 

Subcommittee  fi.  Handling  of  Radioactive  I.sotopes  and  Fission 
Products,  H.  M.  Parker. 

Subcommittee  7.  Monitoring  .Methods  and  Instrument.s,  H.  L. 
Andrews. 

Subcommittee  8.  Waste  Dis|)Osal  and  Decontamination,  J.  H. 
Jensen. 

Subcommittee  9.  Protection  Against  Radiations  from  Radium, 
Cobalt-fiO,  and  Cesium-137  Enca|)sulated 
Sources,  C.  B.  Braestrup. 

Subcommittee  10.  Regulation  of  Radiation  Exposure  Dose, 

L.  S.  Taylor. 

Subcommittee  11.  Incineration  of  Radioactive  Wa.st<-,  G.  W. 
Morgan. 

Subcommittee  12.  Electron  Protection,  L.  S.  Skaggs. 

Subcommittee  13.  Safe  Handling  of  Cadavers  Containing  Radio¬ 
active  Isotopes,  E.  H.  Quimby. 

Subcommittee  14.  Permissible  Exposure  Dose  Under  Emergency 
Conditions,  L.  S.  Taylor,  Acting  chairman. 

Subcommittee  .M-1.  Standards  and  Measurement  of  Radioactivity 
for  Radiological  U.se,  W.  B.  Mann. 

Subcommittee  M-2.  Standards  and  Measurement  of  Radiological 
Exposure  Dose,  H.  O.  Wyckoff. 

Subcommittee  .M-3.  Standards  and  Measurement  of  Absorbed  Ra¬ 
diation  Dose,  H.  O.  Wyckoff. 

Subcommittee  .M-4.  Relative  Biological  Effectivene.ss,  W.  Langham. 

The  present  Handbook  was  prepared  b,\-  the  Siibconimit- 
tee  on  Heavy  Particles  (Neutrons,  Protons,  and  Heavier). 
The  following  are  the  subcom.niittee  members: 

H.  H.  Rossi,  Chairman,  Columbia  University. 

E.  P.  Blizard,  Oak  Ridge  National  Laboratory. 

R.  S.  Caswkll,  National  Bureau  of  Standards. 

F.  P.  Cowan,  Brookhaven  National  Laboratory. 

*  D.  B.  CowiE,  Carnegie  Institution. 

T.  C.  Evans,  State  University  of  Iowa. 

D.  J.  Hitches,  Brookhaven  National  Laboi'atory. 

L.  D.  Marinelli,  Argonne  National  Laboratory. 

W.  S.  Snyder,  Oak  Ridge  National  Laboratory. 

I  C.  A.  Tobias.  University  of  California. 

A  valued  contribution  to  the  early  work  of  the  Committee 
was  made  by  T.  X.  White,  Ixis  Alamos  Scientific  Labora¬ 
tory,  now  deceased. 

A.  V.  Astin,  Director. 
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Protection  Against  Neutron  Radiation 
up  to  30  Million  Electron  Volts 

I.  Introduction 

1.  Definition  of  Terms 

The  following  definitions  are  given  for  purposes  of  clari¬ 
fication  of  the  contents  of  this  Handbook.  In  some  instances 
they  may  differ  somewhat  from  common  use. 

Shall.  Necessary  or  essential  to  meet  currently  accepted 
standards  of  protection. 

Should.  Is  recommended.  Indicates  advisory  require¬ 
ments  that  are  to  be  applied  when  practicable. 

Absorbed  dose.  Absorbed  dose  of  .any  ionizing  radia¬ 
tion  is  the  energy  imparted  to  matter  by  ionizing  particles 
per  unit  mass  of  irradiated  material  at  the  place  of 
interest.  The  absorbed  dose  is  measured  in  rads.  In  this 
Handbook  the  term  will  be  used  to  express  the  energy 
absorbed  per  gram  of  tissue  of  composition  given  in  5.1. 

Accelerator.  A  device  for  imparting  large  kinetic  energy 
to  charged  particles  such  as  electrons,  protons,  deuterons, 
and  helium  ions. 

Accessible  location.  Any  region  around  a  source  of  ion¬ 
izing  radiation  that  can  lie  reached  without  rupture  of 
stnictures  or  without  use  of  specially  designed  tools  not 
generally  available. 

Anemia.  Abnormally  low  number  of  red  blood  corpuscles 
or  low  -haemoglobin. 

Bam.  A  unit  of  area  used  in  expressing  a  nuclear  cross 
section.  1  barn  =  10--*  cm^  Cross  sections  per  atom  are 
customarily  measured  in  bams. 

Capture.  A  process  in  which  a  neutron  becomes  part 
of  the  nucleus  with  which  it  collides  without  release  of 
another  heavy  particle. 

Controlled  area.  A  defined  area  in  which  the  occupa¬ 
tional  exposure  of  personnel  to  radiation  or  to  radioactive 
material  is  under  the  supervision  of  a  radiation  safety 
(protection)  officer. 

Cross  section.  Effective  target  area  for  specified  nuclear 
interaction.  The  cross  section  is  a  measure  of  the  prob¬ 
ability  for  the  interaction.  It  is  expressed  in  bams. 

Dose.  As  used  in  this  Handbook,  either  absorbed  dose 
or  RBE  dose.  Doses  and  dose  rates  will  be  said  to  exist 
at  some  point  in  space  even  if  tissue  may  not  actually 
be  located  at  such  a  point.  In  such  instances  such  doses 
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and  dose  rates  are  the  maximum  ones  that  would  be 
obtained  in  a  30-cm-thick  infinite  slab  of  tissue,  (see 
appendix  1). 

Dose  rate.  The  rate  of  dose  delivered  aveiaged  over  a 
stated  period.  This  may  be  different  from  instantaneous 
dose  rate  (e.g..  in  the  opeiation  of  a  pulsed  generator  the 
instantaneous  dose  rate  greatly  exceeds  the  dose  rate 
averaged  over  1  hour.  This  in  turn  may  he  higher  than 
the  dose  rate  averaged  over  1  weeik  if  generator  opera¬ 
tion  is  intermittent). 

Elastic  scattering.  Collisions  in  w.hich  the  kinetic 
energy  of  neutron  plus  nucleus  is  unchanged  by  the  col¬ 
lision,  and  the  nucleus  is  left  in  the  same  s-tate  as  before 
the  collision. 

Electron  volt  (ev).  A  unit  of  energy  equal  to  the 
energy  gained  Ijy  a  particle  having  one  electronic  charge 
when  it  passes  in  a  vacuum  through  a  potential  difference 
of  1  volt;  1  ev=l. 60x10  ’-  erg. 

Epilation.  Temporary  or  permanent  lemoval  of  hair. 

Epithelium.  The  purely  cellular,  nonvascular  layer  cov¬ 
ering  all  the  free  surfaces  of  the  body,  cutaneous,  mucous, 
and  serous,  including  the  glands  and  other  .structures  de¬ 
rived  therefrom. 

Erythema,  Reddening  of  the  skin,  primarily  due  to  di¬ 
lation  of  small  blood  vessels  and  also  due  to  other  tissue 
damage. 

Exposure  dose.  Exposure  dose  of  X-  or  gamma  radia¬ 
tion  at  a  certain  place  is  a  measure  of  the  radiation  which 
is  based  upon  its  ability  to  produce  ionization. 

Fast  neutrons.  Neutrons  of  energies  between  10  kev 
and  10  Mev. 

Gamete.  A  mature  geirn  cell,  such  as  an  unfertilized 
ovum  or  spermatozoon. 

Inelastic  scattering.  Scattering  collision  of  neutron  with 
attendant  loss  of  kinetic  energy  w-liich  causes  excitation 
of  the  target  nucleus,  and  subsequent  release  of  gamma 
rays. 

Intermediate  neutrons.  Neutrons  of  energies  between 
O.o  ev  and  10  kev. 

Kilo  electron  volt  (kev).  1,000  ev. 

Kilovolt  (kv).  A  unit  of  electrical  potential  equal  to 
1,000  volts.  The  term  is  also  u.sed  to  charactei’ize  the  radi¬ 
ation  emitted  l)y  X-ray  tubes  operating  at  this  potential. 

LD„„  Dose  of  ionizing  radiation  required  to  kill  50 
percent  of  the  animals  in  a  given  group.  A  time  limit  of 
30  days  is  usually  applied  (tD,„,/..,„) , 


2 


Leukemia.  Disease  of  blood-forming  organs,  usually 
with  greatly  increased  production  of  white  blood  cells; 
these  cells  are  invasive,  and  body  deterioration  may  l)e 
either  chronic  (slow)  or  acute  (rapid). 

Leukocyte,  ^\^^ite  blood  corpuscle. 

Linear  energy  transfer  (LET).  The  linear  rate  of  loss 
of  energy  (locally  absorbed)  by  an  ionizing  particle 
traversing  a  material  medium. 

Lymphocyte.  A  variety  of  white  blood  cell  formed  in 
lymph  glands  and  other  IjTnphoid  tissue.  The  nucleus  is 
single  and  is  surrounded  by  a  thin  layer  of  cytoplasm 
which  is  nongranular.  Average  life  .span  is  lelatively 
short. 

Million  electron  volt  (Mev).  1  million  electron  volts. 

Moderator.  Material  used  in  a  nuclear  reactor  to  moder¬ 
ate,  i.e.,  slow  down,  neuti-ons  from  the  high  energies  at 
which  they  are  released.  Neutrons  lose  energy  by  scatter¬ 
ing  collisions  with  nuclei  of  the  moderator. 

Neutron  flux.  The  number  of  neutrons  which,  per  unit 
time,  traverse  a  spheie  of  unit  cross-.sectional  area  cen¬ 
tered  about  the  point  of  interest.  It  is  u.sually  expressed 
in  n  cm--  sec"*.  The  correct  term  for  this  quantity  is  neu¬ 
tron  flux  density,  but  in  common  use  the  incorrect  teim 
“flux”  is  almost  invariably  employed. 

Nuclear  I’eaotion.  Collision  between  nuclear  particles 
leading  to  release  of  different  particles. 

Platelet.  A  small  colorless  coi-puscle  present  in  large 
numbers  in  the  blood  of  all  mammals,  l)elieved  to  play  a 
role  in  the  clotting  of  blood. 

Qualified  expert.  A  person  suited  by  training  and  ex¬ 
perience  to  perfoiTO  dependable  radiation  sinweys,  to 
oversee  radiation  monitoring,  to  estimate  the  degree  of  ra¬ 
diation  hazard,  and  to  advise  regarding  radiation  hazards. 

Rad.  Unit  of  absorl)ed  dose.  1  rad  is  equal  to  100 
ergs/g. 

Radiation  safety  (protection)  officer.  An  individual 
in  charge  of  radiation  protection. 

RBE  dose.  Product  of  absorbed  dose  (as  measui  ed  in 
rads)  and  RBE.  The  RBE  dose  is  measured  in  rems. 

Radioactive  neutron  source.  A  neutron  souice  consist¬ 
ing  of  a  combination  of  radioactive  nuclides  and  suitable 
target  materials.  Neutron  production  occurs  as  a  result 
of  an  (rt,n)  or(y,n)  reaction. 

Relative  biological  effectiveness  (RBE).  Biological  po¬ 
tency  of  one  radiation  as  compared  with  another.  It  is 
numerically  equal  to  the  inverse  of  the  ratio  of  absorbed 
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doses  of  the  two  radiations  required  to  produce  equal 
biological  effect.  The  standard  of  reference  used  in  this 
Handbook  is  200  kv  X-radiation,  which  thus  has  an  RBE 
of  1. 

Relativistic  neutrons.  Neutrons  of  energies  above  10 
Mev. 

Rem.  Unit  used  in  the  description  of  radiobiological 
effects  on  man.  The  dose  in  rems  is  numerically  equal 
to  the  product  of  the  absorbed  dose  in  i-ads  and  the 
value  of  the  RBE  applicable  for  the  i-adiation  in  question. 

Thermal  neutrons.  Strictly,  neutrons  in  the  thermal 
equilibrium  with  their  surroundings.  In  this  Handbook, 
all  neutrons  with  energies  of  less  than  0.5  ev  are  included 
in  this  category. 

Thrombocytopenia.  Decreased  num'ber  of  platelets  per 
cubic  millimeter  of  circulating  blood. 

Week,  calendar.  7  consecutive  days. 

Week,  work.  Any  combination  of  time  intervals  adding 
up  to  40  hour-s  within  7  consecutive  days. 


II.  Present  Status  of  Physical  and  Biological 
Information 

2.  Classification  of  Neutrons  and  Primary  Modes 
of  Interaction 

2.1.  Neutrons  are  available  from  various  types  of 
sources  in  an  energy  range  (per  particle)  from  about 
10’^  to  10®  ev,  a  variation  in  energy  of  a  factor  of  10’®. 
The  types  of  interaction  vary  markedly  with  energy.  It 
is  therefore  convenient  to  base  the  classification  of  neu¬ 
trons  on  energy  intervals  where  certain  interactions  pre¬ 
dominate.  The  transition  between  these  ranges  is,  how¬ 
ever,  not  sharp,  and  consequently  there  is  a  certain  degree 
of  latitude  in  the  choice  of  limits.  The  classification  set 
forth  below  shall  be  adopted  for  the  purposes  of  this 
Handbook. 

2.2.  Thermal  neutrons.  These  are  neutrons  in  thermal 
equilibrium  with  matter,  usually  at  room  temperature, 
which  therefore  have  a  Maxwellian  distribution  of  veloci¬ 
ties.  The  most  probable  velocity  per  unit  velocity  in  this 
distribution  is  2,200  meters  per  second,  corresponding  to 
an  energy  of  0.025  ev.  In  most  instances  it  is  sufficiently 
accurate  to  consider  thermal  neutrons  as  monoenergetic 
with  this  energy.  The  most  important  interaction  with 
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matter  is  capture — usually  with  emission  of  gamma  radia¬ 
tion.*  Occasionally,  nuclear  reactions  such  as  (n,p)  or 
fission  may  occur.  The  N**  (n,p)C'*  reaction  is  important 
in  tissue. 

2.3.  Intermediate  neutrons.  The  intermediate  energy  re¬ 
gion  is  here  defined  as  extending  from  0.5  ev  to  10  kev. 
The  absorption  spectrum  of  intermediate  neutrons  often 
exhibits  resonant  peaks  and  for  this  reason  the  term 
“resonance  neutrons”  is  sometimes  employed.  Intel-mediate 
neutrons  are  usually  obtained  from  a  moderating  material 
in  which  fast  neutrons  are  slowed  down  by  elastic  collisions. 
This  slowing-down  process  is  the  most  important  interac¬ 
tion  between  inteimediate  neutrons  and  matter,  and  it 
leads  to  a  neutron  flux  inversely  proportional  to  energj- — 
the  well-known  dE/E  spectrum.  Capture  and  nucleai-  le- 
actions  may  also  occur. 

2.4.  Fast  neutrons.  The  range  of  fast  neutrons  will  be 
considered  to  extend  fron.  10  kev  to  10  Mev.  The  most  im¬ 
portant  interaction  with  matter  is  elastic  scattering.  At 
the  upper  part  of  this  energj’  range,  inelastic  scattering 
and  nuclear  reactions  are  comparable  in  frequency  to 
elastic  scattering.  Although  resonance  phenomena  may 
occur  (particularly  for  light  elements),  cross  sections  vary 
slowly  with  energy  in  general. 

2.5.  Relativistic  neutrons.  All  neutrons  beyond  10  Mev 
energ>’  will  be  considered  relativistic  neutrons.  Their  en¬ 
ergy  exceeds  the  binding  energy  of  nucleons,  and  for  this 
reason  complex  nuclear  reactions  such  as  spallation  become 
important.  In  addition,  the  kinetic  energy  of  neutrons  is 
an  appreciable  fraction  of  the  rest  energy,  and  relativistic 
con-ections  must  be  applied.  Elastic  scattering  also  occurs, 
but  it  tends  to  be  markedly  asymmetric  in  the  center-of- 
mass  system. 

2.6.  The  probability  of  any  interaction  between  neutrons 
and  matter  is  expressed  quantitatively  in  terms  of  cross 
sections.  The  cross  section,  a,  may  be  considered  as  the 
effective  target  area  of  the  nucleus  if  the  neutron  is 
assumed  to  have  zero  diameter.  For  a  beam  containing  n 
neutron /cm®  moving  with  velocity  v  (cm/sec)  toward  N 
nuclei,  the  rate  of  interactions  per  second  will  be  nvNa. 
The  quantity  nr  is  the  neutron  flux.  The  cross  section  is 
usually  expressed  in  barns  (10  ®*  cm®). 

2.7.  There  is  a  finite  cross  section  for  each  possible  nu¬ 
clear  interaction.  In  addition,  cross  sections  for  scattering 

’Actually,  eia^tic  collisions  are  more  prevalent,  but  at  thermal  levels  neither 
neutrons  nor  the  matter  traversed  gain  or  lose  enenfy  on  the  average. 
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processes  may  be  fuilher  divided  into  various  diffn-cntial 
cross  sections  that  express  the  probability  for  scattering 
in  a  particular  direction.  The  number  of  neutrons  interact¬ 
ing  is  determined  b\'  the  sum  of  all  processes  that  can  take 
place,  that  is  by  the  total  cross  .section,  <r,. 

X  .Absorbed  Dose 

3.1.  The  energy  imparted  to  tissues  is  the  physical  basis 
for  quantitative  correlation  between  exposure  and  biologi¬ 
cal  effect.  The  energy  per  unit  mass  that  is  impaired  to 
any  material  b,\-  ionizing  I'adiation  is  denoted  as  the  afmirlml 
do.s’e.  It  is  expressed  in  rads. 

3.2.  In  the  absolute  CGS  system  of  units,  specific  energy 
imiiarted  to  matter  is  expressed  in  ergs  per  gram.  One 
rad  equals  100  ergs/g.  One  millirad  (mrad)  is  one-thou¬ 
sandth  of  1  rad.  The  rad  was  adopted  as  the  international 
unit  of  “absorbed  dose”  in  July  1933,  at  the  meeting  of  the 
International  Commission  on  Radiological  Units  in  Copen¬ 
hagen  [1].- 

3.3.  Heretofore,  the  rep  (roentgen-equivalent-physical) 
has  been  used  extensively  for  the  specification  of  permis¬ 
sible  doses  of  ionizing  radiations  other  than  X-rays  or 
gamma  rays.  Several  definitions  of  the  rep  have  appeared 
in  the  literature,  but  in  the  sense  most  widely  accepted  it 
is  a  unit  of  absorbed  dose  in  soft  tissue  with  a  magnitude  of 
93  ergs''g.  The  difference  in  magnitude  between  the  rep 
(93  ergs  g)  and  the  rad  (100  ergs/g)  is  negligible  in  the 
estimation  of  permissible  do.ses.  Therefore,  the  adoption  of 
the  rad  to  replace  the  rep  does  not  necessitate  a  change  in 
the  numerical  values  of  permissible  doses  stated  in  reps 
heretofore. 

4.  Other  Do.se  Units  Employed  to  Define  Exposure 

4.1.  Although  the  presentl.\'  i-ecommended  unit  of  neutron 
dose  is  the  rad,  a  \ariet\-  of  other  units  are  employed  or 
have  been  cmidoyed  in  the  past. 

4.2.  One  of  the  most  commonly  u.sed  quantities  is  the 
neutron  flux.  Since  the  absorbed  do.se  rate  delivered  by  a 
given  neutron  flux  depends  on  eneigv,  the  latter  must  be 
specified  (at  least  within  certain  limits)  to  make  possible 
an  estimate  of  the  absorbed  dose.  The  relation  between 
flux  and  the  absorbed  dose  i-ecened  by  a  small  amount  of 
tissue  (fir.st  collision  do.se)  is  given  in  figure  1. 

*  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this 
Handbook. 
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4.3.  The  Victoreen  condenser  r-meter,  an  instrument  designed 
for  X-ray  measurement,  has  often  been  used  to  determine  neutron 
exposure.  The  “n  unit”  is  understood  to  be  the  amount  of  neutron 
radiation  that  discharges  the  ion  chamber  to  tbe  same  degree  as 
does  1  roentgen  of  X-rays.  Sometimes  a  distinction  is  riade  between 
the  25-r  chamber  model  (N  unit)  and  tbe  100-r  chamber  (n  unit). 
The  number  of  rads  corresponding  to  1  n  depends  on  neutron 
energy  and  may  vary  among  individual  chambers  by  ±  20  percent 
or  more.  For  neutron  energies  above  1  Mev  and  up  to  several 
Mev,  1  n  corresponds  to  approximately  2  rads.  At  lower  neutron 
energies  the  number  of  rads  per  n  probably  becomes  larger.  The 
unit  is  now  obsolete. 

5.  Interactions  Between  Neutrons  and  Tissue 

5.1.  The  interactions  that  occur  between  neutrons  and 
tissue  depend  upon  the  composition  of  the  tissue  involved. 
For  purposes  of  this  Handbook  the  atomic  composition  of 
the  “stodard  man”  has  been  used  to  evaluate  the  more 
probable  interactions  of  neutrons  and  the  atoms  of  tissue. 
The  atomic  composition  of  the  “standard  man”  is  given  in 
table  1. 

Table  1.  Atomic  composition  of  the  “standard  man" 


Element 

Weight, 

Weight. 

Atoms  ' 

Atoms, 

grams  | 

percentage 

1  per  gram  | 

percentage 

0 .  . . 

4S.S00 

i  65 

2.46X10” 

25.7 

C.  - . . . - . - . 

12,600 

15 

0.903 

9.49 

H . - . - . 

7,000 

10 

5.98 

62.8 

N..™ . . . 

2,100 

3  , 

0.129 

1.36 

Ca. . . . . 

1.050 

1.5  1 

.0225 

0.236 

P . . . . . 

700 

1.0 

.0194 

.204 

S . - . . . 

175 

0.25 

.00470 

.0494 

K 

140  1 

.20 

.00808 

.0324 

Na . . . 

105 

.15 

.00393 

.0413 

Cl . . . . 

105 

.15 

.00255 

.0268 

Mg  . . 

35 

.050 

.00124 

.0130 

Fe . . . 

4 

.0057 

6.16X10» 

6.47X10-* 

0.1 

.00014 

1.35  X10« 

1.42X  10-» 

Mn . . - . . 

.02 

.000029 

3.13X10« 

3.29  XI0-* 

I.  . . -  . 

.03 

.000043 

2.03X10“ 

2.13X10-* 

69,500 

9.52X10”  1 

5.2.  For  both  fast  neutrons  and  relativistic  neutrons  up 
to  30  Mev,  the  most  important  interaction  between  neutrons 
and  tissue  is  elastic  scattering.  The  cross  sections  for  ab¬ 
sorption  are  small  in  comparison  with  the  scattering  cross 
sections,  and  inelastic  scattering,  although  present  at  ener¬ 
gies  above  several  Mev,  does  not  occur  with  hydrogen. 
Because  the  hydrogen  cross  section  tends  to  decrease  rather 
rapidly  above  10  Mev,  inelastic  scattering  and  spallation 
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become  more  important  as  the  neutron  energy  increases. 
However,  there  are  few,  if  any,  quantitative  data  on  this 
point  at  present.  The  energy  absorbed  in  tissue  due  to 
elastic  collisions  is  transferr^  largely  as  a  result  of  scatter¬ 
ing  by  hydrogen  atoms.  This  is  so  both  because  the  hydro¬ 
gen  atoms  occur  more  abundantly,  but  also  because  the 
average  fraction  of  the  energy  lost  in  an  elastic  collision 
is  given  by  2Af/(3/-fl)%  where  M  is  the  mass  number 
of  the  atom  struck,  and  thus  the  heavier  atoms  dissipate 
only  a  small  fraction  of  the  neutron’s  energy.  Figure  1 
gives  the  energy  absorbed  per  gram  of  tissue  when  exposed 
to  neutrons  of  energy  E  (Mev)  with  1  neutron/cm^  inci¬ 
dent  on  a  small  volume  element  of  tissue.  Taking  into 
account  only  the  firet  collisions  of  the  neutrons,  the  dose 
in  rads  due  to  collisions  with  an  element  of  mass  number 
Mx,  cross  section  <ti  (bams),  and  atomic  abundance  Ni 
(atoms/g) ,  is  given  by 

(rads).  (1) 

Figure  1  indicates  that,  in  general,  elastic  scattering  by 
hydrogen  accounts  for  80  to  95  percent  of  the  energy  trans- 
fen'ed  to  tissue  by  fast  neutrons. 

5.3.  For  a  beam  of  neutrons  incident  on  a  large  mass 
of  tissue,  the  formulas  (of  5.2)  must  be  corrected  to  t^e 
account  of  the  attenuation  of  the  incident  beam.  The  effect 
of  the  buildup  (enhancement  by  multiple  collisions)  on  the 
dose  is  very  difficult  to  assess  precisely  but  can,  fortunately, 
be  bracketed  with  sufficient  accuracy  for  most  practical 
cases  of  protection.  Because  the  total  dose  always  includes 
the  first  collision  dose  given  by  sununing  the  above  for¬ 
mulas,  it  is  clear  that  the  firet  collision  dose  is  a  lower 
bound  for  the  total  dose.  In  the  case  of  neutrons  of  energies 
between  0.1  and  10  Mev  impinging  on  a  large  convex  mass 
of  tissue,  the  maximum  dose  is  at  or  near  the  irradiated 
surface  and  is  never  more  than  twice  the  first  collision  dose 
at  the  surface.  It  is  to  be  emphasized  that  this  rule  only 
applies  to  the  maximum  or  surface  dose  and  does  not  apply 
deep  within  an  irradiated  body  where  the  first  collision 
dose  may  be  a  much  smaller  fraction  of  the  total  dose. 

5.4.  For  neutrons  of  intermediate  or  thermal  energy, 
most  of  the  dose  is  impai’ted  in  the  process  of  neutron  ab¬ 
sorption.  The  principal  interactions  are  the  H(n,y)D  and 
the  N'-‘(n,p)C'^  reactions.  The  energy  released  by  the  in¬ 
teraction  with  hydrogen  is  much  greater,  because  the  y 
quantum  has  an  energy  of  about  2.2  Mev  whereas  the 
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proton  has  an  energ>-  of  about  600  kev.  In  addition,  the 
product  of  relative  abundance  and  cross  section  is  much 
larger  in  the  case  of  the  (n.y)  reaction.  However,  the 
y-ray  can  travel  through  tissue  for  considerable  distances 
before  losing  its  energy,  whereas  the  proton  dissipates  its 
energy  in  the  immediate  vicinity  of  its  origin.  Thus,  for 
small  masses  of  tissue  the  proton  dose  predominates,  but 
for  large  masses  of  tissue  the  gamma  dose  is  much  lai-ge' 
There  is  at  present  little  precise  information  available  ab 
the  variation  of  dose  with  the  geometi'y  of  the  ii’radia 
body,  or  even  a  rough  rule  such  as  that  given  above  for  i- 
neutrons.  For  large  masses  of  tissue  (20  cm  thick  or  more> 
the  maximum  dose  is  essentially  independent  of  neutron 
energ>'  up  to  10  kev.  Monte  Carlo  calculations  have  indi¬ 
cated  that  the  percentage  of  neutrons  that  slow  dowm 
to  thennal  energj’  in  a  thick  slab  does  not  var>'  gi-eatly 
with  the  energy  of  the  incident  beam ;  and  as,  for  energies 
up  to  0  kev,  these  thermalized  neutrons  account  for  most 
of  the  dose,  it  follows  that  the  dose  is  roughly  constant. 

5.0.  The  depth  dose  curves  obtained  by  Monte  Carlo  cal¬ 
culations  using  a  slab  of  tissue  30  cm  thick  are  given  in 
appendix  1.  These  may  be  regarded  as  useful  approxima¬ 
tions  to  the  dosage  patterns  within  the  trunk  of  a  human 
body. 

6.  Relative  Biological  Effectivenes.s 

6.1.  It  has  been  found  that  equal  absorbed  doses  delivered 
by  different  ionizing  radiations  may  produce  varying  de¬ 
grees  of  injury.  The  relative  biological  effectiveness  (RBE) 
of  one  radiation  with  respect  to  another  is  defined  as  the 
inverse  ratio  of  the  absorbed  doses  required  for  equal 
effect.  Thus,  if  induction  of  a  given  degree  of  damage  re¬ 
quires  an  absorbed  dose  Du  by  the  reference  radiation  and 
Ds  by  the  other  radiation,  the  RBE  of  the  latter  is  DufDs. 

6.2.  The  biological  effectiveness  of  different  kinds  of 
ionizing  radiation  is  usually  indicated  as  relative  to  that 
of  conventional  therapeutic  X-radiation  (200  kv)  as  unity. 
In  lethality  studies  it  has  been  found  that  gamma  radiation 
(from  Co""  or  from  radium)  apparently  has  an  RBE  from 
0.6  to  0.8  of  that  of  250-kv  X-radiation. 

6.3.  As  measurements  of  RBE  are  based  on  comparisons 
of  tissue  dose,  the  chief  physical  variable  which  apparently 
accounts  for  the  difference  in  RBE  is  the  rate  of  loss  of 
energy  along  the  path  of  ionizing  particles.  It  is  assumed 
that  biological  effectiveness  is  dependent  on  spatial  distribu¬ 
tion  of  the  energy  transfer  taking  place  in  tissue.  Conse- 
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quently,  it  is  now  proposed  to  consider  linear  energy  trans¬ 
fer  (LET)  as  the  physical  factor  lesjionsible  for  the  RBE. 

6.4.  The  RBE  for  \arious  biological  effects  varies  with 
test  objects,  the  type  of  effect  .studied,  and  often  other 
factors  (such  as  dose  rate). 

6.5.  The  term  “rem”  has  been  used  as  meaning  “roent¬ 
gen  or  rad  equivalent  man.”  The  unit  is  used  in  an  attempt 
to  express  dose  in  terms  of  biological  rather  than  physical 
equivalence.  It  ma>-  be  defined  as  the  product  of  absorlied 
dose  in  rads  times  RBE.  Thus  an  absorbed  dose  of  1(1  rads 
from  a  radiation  having  an  RBE  of  10  I'epresents  100  rems. 
Because  of  the  variability  of  RBE,  equal  doses  of  rads  rep¬ 
resent  varying  doses  of  rems  depending  on  the  effect  under 
consideration.  However,  for  purposes  of  this  Handbook,  the 
RBE  dose  in  rems  will  be  underetood  to  be  the  absorbed 
dose  in  rads  multiplied  by  the  RBE  (applicable  for  the 
radiation  under  discussion)  pertaining  to  exposure  of  hu¬ 
mans  and  as  formulated  for  purposes  of  radiation  pro¬ 
tection. 

6.6.  Handbook  59  of  this  series  recommends  RBE  values 
that  are  made  dependent  on  the  LET  of  the  charged  par¬ 
ticles  produced  in  tissue.  An  RBE  of  1  is  proposed  for  all 
LET  values  up  to  3.5  kev//i.  The  RBE  is  assumed  to  in¬ 
crease  more  or  less  linearly  from  1  to  20  in  the  I'ange  from 
3.5  to  175  kev/fu  No  reconunendations  were  made  for 
values  in  excess  of  175  kev Permissible  doses  in  section 
8  have  been  derived  on  the  basis  of  these  recommendations. 
The  RBE  of  LET  values  beyond  175  kev  has  been  as¬ 
sumed  to  be  20. 

6.7.  Biological  comparison  based  on  LD.,.  appears  to 
indicate  that  the  RBE  of  fa.st  neutrons  in  acute  exposures 
would  be  2  to  4.  Dose-effect  (LD,„,/.„,)  curves  for  X-rays 
and  neutrons  are  similar  in  shaiK?  for  mice,  l  ats,  and  other 
animals,  but  may  differ  for  some  such  as  the  chick.  Con¬ 
tinuous  low  le\el  of  exposiD-e  (protraction)  and  fi-actiona- 
tion  appear  to  result  in  a  higher  RBE  of  fast  neutrons, 
particularly  in  injury  to  the  gonads  or  to  the  lens  of  the  eye. 

7.  Biological  Effects 

7.1.  Certain  basic  facts  are  generally  accepted  about  the 
biological  action  of  neutrons  and  other  ionizing  I'adiations; 
(a)  The  radiation  peneti'ates  throughout  the  cell,  (b)  the 
energy  transferred  is  high  enough  to  cause  fundamental 
changes  in  atomic  and  molecular  structure,  (c)  alterations 
are  widely  and  randomly  distributed  throughout  the  cell. 
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7.2.  The  cellular  changes  due  to  single  or  multiple  dose.s 
may  not  be  grossls’  ob.servable  I'or  .some  time,  and  ma\'  ac¬ 
cumulate  as  time  goes  on.  Tissues  vary  in  radio.c'iisitivitx’ 
and  in  ability  to  reco\er  from  radiation  damage.  They  also 
vary  in  latent  period  (i.e.,  time  from  exix)sin’e  to  manife.;- 
tation  of  change). 

7.3.  In  man,  effects  that  may  appear  early  are  ( 1 )  l  educ- 
tion  in  li'mphocytes  in  bloofl  and  (2)  damage  to  epithelial 
cells  of  intestine  and  skin.  Other  rathei-  early  changes  are 

(1)  reduction  in  leukocyte  number  in  the  blood,  (2)  ery¬ 
thema,  epilation,  and  inhibition  of  gamete  foi-mation,  and 
(3)  damage  to  small  blood  vessels.  Changes  that  occur  moi’e 
slowly  and  require  more  exi)osui-e  are  reducerl  jn-oduction 
of  erythrocytes  (anemia)  and  of  platelets  (thrombocy¬ 
topenia  —  leading  to  bleeding  tendency)  and  general 
lack  of  new  cells  resultiiig  in  systemic  deterioration. 
It  should  be  pointed  out  that  these  effects  are  not  neces¬ 
sarily  indicative  of  I’afliation  damage,  because  they  ma\' 
result  from  any  of  several  abnormal  conditions. 

7.4.  General  considerations  regarding  biological  effects 
of  radiation  and  maximum  permissible  exposui-e  conditions 
usually  include  the  following:  (a)  The  most  serious  condi¬ 
tion  is  exposure  of  the  whole  body  to  penetrating  radiation; 
(b)  in  general,  percentage  survival  and  survival  time  in¬ 
crease  markedly  as  ( 1 )  iwrtions  of  the  body  are  protected. 

(2)  the  exposures  are  fractionated,  and  (3)  the  penetration 
of  the  radiation  is  decreased;  (c)  hereditary  effects  arc 
not  easily  detected  but  they  are  cumulative  and  must  be 
considered,  especially  if  large  population  gi’oups  aiv  ex¬ 
posed;  (d)  repeated  exposures  (each  too  small  to  produce 
demonstrable  in  jury  alone)  may  e\entually  reduce  life  span. 

7.5.  Skin  cancer  and  leukemia  are  hazai’ds  of  overex¬ 
posure.  Such  malignant  changes  usually,  but  not  always, 
are  pi'eceded  by  other  indications  of  radiation  damage. 
Again,  it  must  be  pointed  out  that  the  presence  of  the 
malig:ianc\'  does  not  necessarily  indicate  radiation  as  the 
causative  agent. 

7.6.  Certain  fast-neutron  hazards  appear  to  be  related 
to  a  more  pronounced  accumulation  of  damage  from  mul¬ 
tiple  exposures  than  occurs  in  the  case  of  X-irradiation. 
Thus,  tissues  not  likely  to  be  replenished  by  cells  from  other 
organs  (such  as  the  lens  epithelium  and  germinal  epithel¬ 
ium)  are  especially  vulnerable  to  fast  neuti’ons  in  multiple 
exposures.  Although  there  is  usually  some  recoveiy  follow¬ 
ing  exposure  to  neutrons,  it  is  less  than  in  the  case  of 
X-rays, 
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7.7.  Much  of  our  information  concerning  biologic  effects 
of  radiation  comes  from  clinical  exi)erience  and  from  ani¬ 
mal  experimentation,  but  occasionally  an  accidental  over 
exposure  yields  valuable  data  in  this  regard  [2  to  (5]. 
Much  more  infonnation  is  needed  from  all  three  sources. 

8.  Permissible  Exposure  to  Neutrons 

8.1.  Due  to  the  action  of  cosmic  radiation,  there  exists  a 
constant  neutron  flux  of  roughly  od  n  cm  -  hr  '  at  sea  level. 
This  increases  with  altitude,  reaching  a  value  approxi¬ 
mated  by  500  n  cm  -  hr  ‘  at  10,000  feet.  The  resultant  dose 
is  of  the  order  of  10  -  mrad  week  at  sea  level  and  10-' 
mrad  week  at  10,000  feet. 

8.2.  Permissible  exposure  to  neutrons  is  the  dose  that 
may  be  received  without  undue  risk  to  the  health  of  the 
individual  and  that  of  the  population.  Certain  basic  rules 
are  given  in  Handbook  59.  These  .state  that  for  radiation 
workers  the  weekly  dose  delivered  to  the  skin  must  not 
exceed  600  mrems,  and  that,  in  addition,  any  portion  of  the 
body  beyond  a  depth  of  5  cm  as  well  as  certain  critical 
organs  must  recei\e  no  moj’e  than  300  mrems  week.  In 
the  energj'  range  cox’ered  here,  ab.soi'bed  do.ses  of  neiiti'ons 
are  for  practical  purposes  always  maximal  at  or  neai‘  the 
body  sui'face ;  and  because  some  of  the  critical  organs,  such 
as  the  lens  of  the  eye  and  the  male  gonads,  are  at  little 
depth  in  the  body,  the.se  rules  require  that  in  whole-body 
exposure  the  maximum  pemi-ssible  wt>ekly  dose  be  300 
mrems  as  measured  at  or  near  the  body  surface.  The  rules 
permit  somewhat  larger  doses  to  be  received  by  certain 
body  regions.  Thus,  hands  and  feet  may  receive  1,500 
mrems /week.  However,  these  larger  local  limits  shall  not 
be  peiTTiitted  unless  special  efforts  have  been  made  to 
assure  that  the  head  and  the  trunk  are  not  exposefl  in 
excess  of  300  mrems  week.  In  exceptional  cases  Avhen  it  is 
necessary  for  a  person  to  i-eceive  more  than  0.3  I’em  in  1 
week,  he  may  receive  3  rems  in  13  weeks. 

8.3.  The  1957  recommendations  of  the  National  Commit¬ 
tee  on  Radiation  Protection  impose  additional  restrictions 
on  the  dose  that  may  be  incurred  by  radiation  workers  over 
long  periods  of  time  [73.  These  may  be  expressed  by  the 
formula 

D  5(xV-18)  rems.  (2) 

where  D  is  the  RBE  dose  accumulated  at  age  N  yeai  s.  The 
formula  applies  to  all  critical  organs  except  the  skin,  for 
which  the  value  2D  is  permitted. 
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It  will  be  noted  that  in  the  case  of  a  radiation  worker 
who,  beginning  at  an  early  age,  is  routinely  exposed  to 
a  substantially  constant  radiation  level,  the  maximum 
yearly  dose  shall  not  exceed  5  rems  and  the  average  weekly 
dose  shall  not  be  more  than  100  mi-ems.  It  will  sometimes 
be  necessary  to  plan  radiation  protection  on  the  basis  of 
these  figures  when  pi-otractetl  exi)osure  of  younger  indis  id- 
uals  is  anticipated  or  must  be  considered  likely.  For  this 
reason,  certain  data  given  below  (e.g.,  table  2)  are  based  on 
weekly  exposures  of  100  mi  ems  as  well  as  300  mrems,  al¬ 
though  it  will  be  understood  that  larger  values  are  permis¬ 
sible  as  long  as  the  restrictions  in  this  and  the  preceding 
paragi’aph  are  adhered  to. 

8.4.  Handbook  59  also  contains  a  listing  of  applicable 
RBE  values  according  to  the  specific  ionization  of  the 
particles  delivering  the  dose.  Calculations  taking  into 
account  the  I.ET  of  secondaiy  recoils  arising  fi'om  both 
primary  and  multiple  scattered  neutrons  indicate  that  in 
a  phantom  30  cm  thick,  the  RBE  depends  both  on  neutron 
energy  and,  to  some  extent,  on  the  depth  in  the  phantom. 
However,  in  general,  the  highest  RBE  occui-s  near  the 
regions  where  the  dose  is  also  maximal.  Therefore,  the 
highest  RBE  must  be  applied  for  purjwses  of  protection. 
Figures  2  to  12  in  appendix  1  show  depth  doses  in  both 
rads  and  rems  for  a  number  of  neutron  energies.-*  Table 
2  gives  RBE  and  maximum  permissible  avei-age  neutron 
flux  as  a  function  of  energy-  for  protracted  exposure  on 
the  basis  of  a  40-hour  week.  Although  an  RBE  of  10 
might  be  slightly  exceeded  at  neutron  energies  in  the 
neighborhood  of  1  !Mev,  it  would  seem  sufficiently  safe  to 
derive  maximum  pei-missible  doses  for  any  neutron  energy 
between  thermal  level  and  10  Mev  by  linear  intei-polation 
between  neighboidng  energies  in  table  2.  In  the  absence 
of  any  definite  infomation,  a  conservative  limit  has  been 
adopted  as  the  maximum  pennissible  flux  density  between 
10  and  30  Mev. 

8.5.  It  must  be  realized  that  the  values  in  table  2  apply 
only  to  monoenergetic  neutrons  incident  normally  on  the 
major  portions  of  the  human  body.  Even  when  a  neutron 
generator  emits  monenei  getic  neutrons,  scattei  ing  by  walls 
and  othei'  structures  will  cause  degradation  in  enej‘g>'.  How¬ 
ever,  because  this  process  will,  in  the  ranijc  of  table  2, 
almost  always  lead  to  decreased  biological  potency,  it  is 
safe  to  assume  that  all  neutrons  have  the  original  maxi- 


3  Suliconimitte«  No.  4  is  indebted  to  W.  S.  Snyder  for  having  carried  out  the 
computations  on  which  these  ftsrures  are  IrntJed. 
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Table  2.  Maiimum  permiasible  neutron  flux 

Time-uverasfe  flux  for  40-hour  week  to  doHver  either  100  or  300  mrems. 
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mum  energy.  Similarly,  it  may  be  assumed  that  all  neutrons 
are  incident  normally  (even  if  some  may  actually  arrive 
obliquely ) . 

8.6.  In  case  sufficiently  detailed  information  on  neutron 
energj'  is  not  available,  an  RBE  of  10  shall  be  assumed. 

8.7.  The  maximum  pennissible  weekly  dose  may  be 
received  within  any  time  period  within  the  week.  Assuming 
a  40-hour  work  week,  a  steady  exposure  to  7.5  mrems/hr 
or  the  fluxes  in  the  last  column  of  table  2  I’epresents  the 
pennissible  limit. 

8.8.  It  is  clearly  desirable  to  design  neutron  installations 
so  that  the  above  hourly  rates  are  not  exceeded  in  noi-mally 
occupied  areas,  as  it  is  then  impossible  for  any  personnel 
to  be  exposed  beyond  the  penniss  ble  weekly  limit.  In  areas 
where  these  values  are  exceeded,  the  occupancy  by  person¬ 
nel  or  the  duty  period  of  the  neutron  generator  must  be 
restricted  to  avoid  dosage  in  excess  of  the  pennissible 
annual  limit.  As  failure  to  observe  this  restriction  would 
create  a  hazard,  the  rules  given  below  require  ceiTain  safe¬ 
guards.  A  gi'eater  potential  hazard  exists  if  the  duty  cycle 
of  the  equipment  is  such  that  a  do.se  in  excess  of  the  weekly 
pennissible  limit  may  be  received  by  a  person  who  remains 
at  the  location  for  the  full  10-hour  work  week.  The  rules 
below  make  a  distinction  between  these  conditions. 

8.9.  High  dose  rates,  apart  from  inherent  danger,  often 
represent  a  ps.vchological  hazard  because  of  anxiety  or 
nei-vousness,  and  should  be  avoided  whenever  possible. 

8.10.  It  ma.v  often  occui-  that  individuals  who  are  in  no 
way  associated  with  the  operation  of  the  source  are  ex- 
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posed  to  detectable  amounts  of  radiation.  If  such  locations 
are  outside  the  controlled  area  and  accessible  to  the  public, 
it  may  be  difficult  oi-  imjxissible  to  regulate  or  accurately 
predict  the  occupancy.  Because  in  addition  a  comparatively 
large  number  of  individuals  (including  children)  might  be 
exposed,  special  safeguards  must  be  pro\ided. 

8.11.  Considering  all  available  evidence,  no  significant 
radiation  effects  liave  been  demonstrated  in  animals  or 
humans  at  or  below  the  maximum  weekly  permissible  dose 
levels.  By  exti'apolation  from  observations  at  much  higher 
dose  levels,  it  seems  possible  that  long-continued  irradia¬ 
tion,  even  at  permissible  levels,  may  have  .some  deleterious 
effect.  The  magniturle  of  such  effects  is  believed  to  be  less 
than  that  due  to  many  other  physical  and  chemical  health 
hazards  to  which  we  are  daily  exposed.  Nevertheless,  efforts 
should  be  made  to  reduce  exposure  as  much  below  pennis- 
sible  dose  levels  as  practicable. 

The  1957  recommendations  of  the  NCRP  (see  page  33) 
stipulate  that  “the  maximum  pei-missible  dose  to  the 
gonads  for  the  population  of  the  Tnited  States  as  a  whole 
for  all  sources  of  radiation,  including  medical  and  other 
manmade  sources,  and  background,  shall  not  exceed  14 
million  rems  per  million  of  population  over  the  period 
from  conception  up  to  age  30,  and  one-third  that  amount 
in  each  decade  thereafter.  Averaging  should  be  done  for 
the  population  group  in  which  cro.ss-breeding  may  be  ex¬ 
pected.”  To  achieve  this  goal  it  is  fuidher  recommended 
that  for  persons  nonoccupationally  exposed  to  radiation  in 
the  environs  of  a  radiation  source,  the  maximum  permis¬ 
sible  accumulated  dose  shall  not  exceed  one-tenth  that  for 
radiation  workers.  This  is  equivalent  to  an  average  per 
capita  dose  of  500  mrems  per  year.  It  should  be  noted  that 
this  lesser  figure  has  been  .set  primarily  because  of  genetic 
effects  rather  than  the  likelihood  of  personal  injury.  Ex¬ 
posure  within  the  limits  set  for  radiation  workers  is  be¬ 
lieved  to  be  an  entirely  acceptable  individual  risk,  but  if  a 
large  fraction  of  the  population  were  exposed  at  these  levels, 
long-term  genetic  effects  might  be  too  great.  This  is  the 
reason  why  the  limit  has  been  given  in  terms  of  a  million 
individuals;  larger  doses  might  be  imparted  to  a  few  in¬ 
dividuals  who  are  not  radiation  workers. 

In  this  Handbook  a  limit  of  125  mrems  per  3-month 
period  is  recommended  for  uncontrolled  areas. 

Obviously  the  best  way  to  attain  this  objective  is  to 
avoid  delivery  of  such  a  dose  to  any  part  of  the  areas  in 
question  regardless  of  any  occupancy  factors,  and  this 
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policy  is  strongl,\-  recommended.  If  more  than  10  mrems 
can  be  received  in  such  unconti'ollefl  areas  dui-ing  a  cal¬ 
endar  week,  regular  checks  are  retiuired  to  in.sure  that 
individuals  remain  there  for  sufticieiitly  limited  periods 
of  time  so  that  e.xposure  in  exce,s.s  of  125  mi’ems  pei'  3- 
month  period  is  unlikel.v.  This  limit  applies  equally  if  several 
generators  contribute  I'adiation  to  the  same  location. 

8.12.  It  is  to  Ije  noted  that  i>ermissible  exposure  figures 
may  be  revised  downward  in  the  future,  particulaidy  if  the 
number  of  persons  exj)osed  to  radiation  should  increa.se 
markedly.  Therefore,  in  the  design  of  neutron  protection  it 
is  advisable  to  make  pi-ovision  for  moi-e  shielding  to  be 
added  in  the  future.  In  the  case  of  large  permanent  instal¬ 
lations  it  may  be  much  nioi’e  economical  to  apply  such 
additional  protection  at  the  time  of  original  installation,  i.e., 
to  overdesign  protection  deliberately  to  insure  compliance 
with  possible  future  limits  that  may  be  lower.  However, 
in  the  absence  of  definite  knowledge  no  firm  recommenda¬ 
tions  can  be  made  on  this  point. 

9.  (Janiina-  and  .\-ray  Hazards  Arising  in  the 
Operation  of  Neutron  Sources 

9.1.  In  practice,  the  presence  of  neutrons  in  the  labora¬ 
tory  is  almost  invariably  accompanied  by  X-  and  gamma 
radiation.  Because  the  relative  intensity  of  this  component 
may  vary  widely  with  experimental  conditions,  the  hazard 
must  be  assessed  directh-  by  the  operator  and  added  to  the 
neutron  hazard  with  an  RBE  of  unity.  A  brief  description 
of  the  mechanism  of  photon  production  in  various  types  of 
neutron  installation  is  apiiended  hereto  for  information  of 
the  I'eader. 

9.2.  Loii'-i-oltaf/r  ion  nrcrlcrotors  (1,00  kcv).  Although 
used  to  produce  neutrons  free  of  gamma  rays,  such  ma¬ 
chines  are  usually  strong  .sources  of  X-rays.  These  are 
engendered  by  electrons  released  at  the  walls  and  tai’get 
of  the  apparatus  by  ion  Iximbardment  and  accelerated  to¬ 
ward  the  anode  and  supporting  structures.  This  radiation 
may  be  reduced  (but  never  entirel.v  suppressed)  by  applica¬ 
tion  of  positive  potential  to  the  target  assembly. 

9.3.  Hif/h-roltdflf  ion  accelcmtors.  In  addition  to  pro¬ 
ducing  X-rays,  these  installations  become  sources  of  gam¬ 
ma  radiation  because  of  the  increased  likelihood  of  nuclear 
excitation  of  the  target  material  and  the  walls  of  appara¬ 
tus.  The  energies  of  the  photon  radiation  are  characteristic 
of  the  nucleus  and  may  vary  from  a  few  hundred  kev  to 
about  20  Mev, 
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9.4.,  («,n)  sources.  The  («,n)  reactions  are,  with  a  few 
exceptions  (e.g.,  Po-'''’,  Pu'  '),  also  sources  of  intense 
gamma  radiation  because  of  concomitant  emi:  sion  in  tlie 
radioactive  chain  (Ra--'',  Ra-~\  Th-'%  Ac--\  etc.). 

9.5.  Photoncutron  sources.  (y,n)  emitters,  such  as  i-adio- 
acti\e  sources  and  betatrons,  are  particularly  hazardous 
from  this  standpoint  because  the  relatively  small  cross  sec¬ 
tion  of  the  reaction,  as  compared  to  the  Compton  and  pair- 
production  process,  reciuires  implicitly  an  ovei’\\  helming  flux 
of  photons  for  the  production  of  a  i-elati\ely  small  number 
of  neutrons. 

9.6.  Thermal  neutron  sources.  Such  sources  as  nuclear 
reactors  present  the  added  hazard  of  gamma  rays,  which 
almost  in\ariably  follow  the  capture  of  neutrons  b.v  nuclei. 
The  cross  sections  for  this  process  vary  widely  (K)''  to 
10  •'  barn),  and  the  energj-  of  the  gamma  radiation  emit¬ 
ted  varies  from  a  few  tenths  to  alx)Ut  10  Mev.  Frecpiently 
the  product  nucleus  is  radioactive  and  emits  gamma  radia¬ 
tion  also. 

9.7.  Inelastie  scattering.  Fast  neutrons,  of  enei-gv’  greater 
than  that  of  the  lowest  e.xcitation  levels  of  a  nucleus,  can 
lose  energj'  by  excitation.  This  process  (of  cross  section 
usually  below  3  barns)  results  in  the  emission  of  gamma 
rays  characteristic  of  the  disturbed  nucleus.  This  type  of 
gamma  ladiation  must  be  anticipated  in  all  itrstallations 
producing  fast  neutrons. 

9.8.  Fission  sources.  Since  the  fission  process — e\  en  when 
engendered  by  thermal  neutrons — is  accomi)anied  by  gam¬ 
ma  rays  and  by  the  production  of  radioactive  fission  luod- 
ucts,  it  is  reasonable  to  expect  a  definite  gamma-ray 
hazard. 


10.  Neutron  Detectors 

10.1.  For  practical  purposes  the  processes  that  reveal 
the  presence  (or  iirevious  presence)  of  neutrons  may  )>e 
classified  as  instantaneous  or  as  delayed  processes.  In 
most  cases  the  phenomenon  that  is  detected  is  ionization,  or 
something  that  is  caused  by  ionization. 

10.2.  Examples  of  instantaneous  radiations  and  their 
detection. 

a.  Fission :  Fission  recoils  may  be  detected  by  their  ioniz¬ 
ing  effect  in  countei-s  or  ion  chambers ;  the  attendai’t  release 
of  gamma  radiation  may  be  detected  by  its  ionizing  effect. 

b.  Recoil  from  neutron  collision;  The  recoiling  nucleus 
may  cause  detectable  ionization. 
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c.  Inelastic  collision:  On  collision,  part  of  the  kinetic- 
energy  of  the  neutron  may  be  converted  to  gamma  ray 
energj-. 

d.  Capture;  Capture  of  a  neutron  by  a  nucleus  is  fol¬ 
lowed  by  emission  of  one  or  more  gamma  rays.  Also,  the 
new  nucleus  that  is  formed  by  capture  may  be  so  unstable 
as  to  disintegrate  immediately,  giving  rise  to  one  or  more 
of  the  ionizing  phenomena. 

10.3.  Delayed  i»we.'ises.  The  principal  delayed  processes 
are  radioactiee  disintegrations  of  fission  products  and  of 
nuclei  produced  by  neutron  capture. 

10.4.  If  the  iiresence  of  neutrons  ha.s  not  been  foreseen, 
and  pro\ision  for  immediate  measurement  has  therefore 
not  been  made,  the  delayed  process  may  sometimes  be  of 
special  usefulness. 

10.5.  Neutron  detectors  utilize  the  same  devices  (count¬ 
ers,  ionization  chambers,  photogi-aphic  emulsions,  etc.) 
that  are  u.scd  for  the  detection  of  other  ionizing  radiations, 
although,  as  in  the  case  of  X-ra.vs,  any  direct  ionizing 
effect  of  the  primary  radiation  is  inconsequential. 

10.6.  Discrimination  between  ionization  due  to  neutrons 
and  ionization  due  to  gamma  rays,  when  both  ai'e  pi-esent. 
is  not  difficult  in  instruments  that  are  designed  solely  for 
detection  (as  distinct  from  flu.K  or  dosage  measurement). 
The  burst  of  ionization  that  can  be  produced  by  a  recoiling 
or  diskitegrating  nucleus  is  much  greater  than  aii.\’  hurst 
that  is  likely  to  be  produced  in  a  detector  by  gamma  i-adia- 
tion.  The  latter  can  be  disonminated  against  by  the  electi'i- 
cal  circuit  of  an  instrument.  \'ery  high  sensiti\  it.\'  can  be 
obtained  in  instruments  based  on  these  processes,  but  the 
sensitivity  usually  dei)ends  strongly  on  the  energy  of  the 
neutrons,  n-hich  is  usually  unknown.  Devices  that  depend 
on  the  delayed  process  can  usually  be  counted  upon  to  dis¬ 
criminate  against  everything  but  neutron.s,  and  can  be 
made  quite  sensitive  also,  but  they  suffer  from  the  same 
dependence  on  neutron  specti-um.  In  spite  of  this  deficiency, 
these  high-sensitivity  detectors  are  of  value  in  rapid!'-  de¬ 
limiting  large  areas  where  the  neutron  flux  is  too  lov,-  to 
justify  any  efforts  at  quantitative  measurements. 

10.7.  One  note  of  warning;  Any  instrument  that  de¬ 
pends  upon  the  counting  of  ionization  bursts  that  exceed 
some  predetemined  size  must  be  suspected  when  it  is  used 
for  surveying  in  the  vicinity  of  a  pulsed  generator.  It  will 
read  correctly  only  if  capable  of  time  resolution  of  the 
pulses  receixed  during  the  active  part  of  the  cycle  of  the 
machine.  If  these  pulses  are  not  resolved,  the  counting 
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rate  of  the  instrument  may  lie  in(k'iK>ndent  of  intensity  and 
signify  only  the  pulsing  rate  of  the  generator. 

11.  -Measurement  of  Neutron  Flux 

11.1.  In  the  case  of  monoenergetic  neutrons  of  knoum 
energy,  the  flux  may  be  determined  provided  the  cro.ss 
section  for  the  interaction  emitloyed  in  detection  is  known 
and  the  number  of  interactions  occuiu-ing  in  unit  time  can 
be  measured  in  an  absolute  manner. 

1'1.2.  The  flux  measurement  in  neutron  beam.s  involving 
an  unknown  energy  distribution  can  be  made  only  if  the 
detection  efticiency  is  independent  of  neutron  energy.  This 
requirement  is  met  in  certain  threshold  detectors  b\'  the 
existence  of  sub.stantially  constant  cross  section  above  the 
threshold,  and  in  the  “long  counter”  by  the  adjustment  of 
absorbing  and  scattering  characteristics  of  the  moderator 
surrounding  the  .sensing  element.  The  complex  character¬ 
istics  of  this  structure  make  it  virtually  impossible  to  deter¬ 
mine  the  respoiuse  absolutely,  and  a  relative  calibration 
must  be  performed.  On  the  other  hand,  the  comparati\  ely 
wide  range  (about  d.l  to  3  ilev)  in  an  important  energy 
interval  makes  the  long  counter  an  important  tool. 

11.3.  It  is  to  be  noted  that  the  permi.ssible  flux  figures 
gi\  en  in  table  2  apply  to  incident  neutron  fluxes  rather  than 
the  combination  of  incident  and  reflected  neutrons  that 
exist  near  the  body  surface.  The  lattei-  figure  is  highei',  and 
if  iiersonnel  monitoring  is  iierformed  on  the  basis  of  flux 
at  the  body  surface,  data  in  apiiendix  1  should  be  applied. 

11.4.  The  characteristics  of  various  dux  detectors  as  weli 
as  their  calibration  are  discussed  in  appendix  2. 

12.  Dose  Measurement 

12.1.  Because  the  permissible  limit  of  exposure  to  neu¬ 
trons  is  related  to  absorbed  dose,  it  is  obc  ionsly  prefei’able 
to  measure  this  quantity  directly,  particularly  as  this  can 
usually  be  done  with  little  or  no  information  on  neutron 
energ>'.  Like  other  aspects  of  neutron  technology,  dosimetry 
has  not  been  de\eloped  to  the  iwint  where  universally  ap¬ 
plicable  methods  of  measurement  are  available.  Neverthe¬ 
less.  in  man\’  instances  dose  determinations  can  be  made 
moi'e  accurately  by  flirect  rather  than  by  indirect  means 
(such  as  flux  determinations). 

12.2.  The  most  direct  dose  measurement  ma\'  be  per¬ 
formed  utilizing  the  Bragg-Gray  theorem.  This  relates 
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the  ionization  produced  in  a  cavity  with  the  ener^'  im¬ 
parted  by  ionizing  radiation  to  the  walls  surrounding  the 
cavity.  In  the  special  case  when  wall  and  gas  have  the  same 
atomic  composition,  the  cavity  may  be  of  any  size  (pro¬ 
vided  the  radiation  field  is  constant  in  the  region  immedi¬ 
ately  surrounding  the  collecting  volume).  If  the  walls  have 
the  same  composition  as  tissue  (e.g.,  are  made  of  tissue- 
^uivalent  plastic),  the  absorbed  dose  is  proportional  to  the 
ionization  per  unit  mass  of  gas  and  the  factor  of  propor¬ 
tionality  is  W,  the  average  energj-  expended  in  the  produc¬ 
tion  of  an  ion  pair.  This  quantity  is  known  within  about  2 
to  3  percent  for  all  gases  of  interest  and  varies  little  with 
energy'  or  nature  of  the  ionizing  particle. 

12.3.  This  method  has  been  used  for  the  determination 
of  fast  neutron  doses  with  the  use  of  ionization  chambers 
constructed  of  hydrogenous  materials.  Use  of  tissue-equi¬ 
valent  materials  (i.e.,  substances  having  the  same  atomic 
composition  as  tissue)  permits  dose  measurement  of  neu¬ 
trons  of  any  energ>'.  The  principal  practical  limitation  of 
the  technique  is  that  such  chambers  do  not  discriminate 
against  other  radiations,  and  consequently  the  total  tissue 
dose  is  measured  in  a  mixed  radiation  field  where  gamma 
radiation  is  also  present. 

12.4.  Chambers  having  nonhydrogenous  walls  ma.\-  be 
employed  in  an  effort  to  measure  the  gamma  radiation 
selectively  and  to  obtain  the  neutron  dose  by  subti’action. 
However,  if  the  atomic  number  of  the  wall  material  is  low- 
enough  to  exhibit  an  approximately  air-  or  tissue-equiva¬ 
lent  response  at  low  photon  energies,  the  chamber  also  has 
a  certain  neutron  response  beyond  neutron  energies  of 
about  0..5  Mev.  Theoretical  computations  indicate  tliat  be¬ 
tween  1  and  10  Mev  the  response  of  a  chamber  having 
nonhydrogenous  walls  and  filled  with  CO-  should  vary  be 
tween  5  and  25  percent  of  that  of  a  tissue-equivalent  cham¬ 
ber.  Because  of  the  wide  variation  and  the  fact  that  it  is  an 
erratic  function  of  neutron  energj-,  corrections  are  difficult 
to  apply.  Therefore,  in  a  mixed  radiation  field  the  response 
of  such  a  chamber  may  be  merely  interpreted  as  an  upper 
limit  of  gamma  contamination.  A  subtractive  measurement 
of  neutron  dose  is  consequently  inaccurate,  particularly 
when  the  relative  amount  of  gamma  radiation  is  large. 
However,  at  low  neutron  energies  a  gi’aphite  or  Teflon 
chamber  filled  with  CO-  provides  an  excellent  means  of 
selective  measurement  of  contaminating  gamma  radiation. 

12.5.  Methods  of  dosimetiy  have  been  developed  in 
which  an  attempt  is  made  to  distinguish  between  electrons 
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and  heavy  particles  by  employing  proportional  counters 
and  discriminating  circuits.  Instruments  of  this  t>^,  such 
as  the  count-rate  dosimeter  and  the  pulse-energj-  integrat¬ 
ing  dosimeter,  are  discussed  in  appendix  4. 

12.6.  As  explained  in  section  5,  multiple  scattering  of 
fast  neutrons  leads  to  an  increase  in  dose  if  the  mass  of 
tissue  exposed  is  increased.  Many  neutron  dosimeters  con¬ 
tain  only  enough  hydrogenous  material  to  establish  pi’oton 
equilibrium,  and  thus  record  essentially  only  the  first  colli¬ 
sion  dose.  In  order  to  determine  the  tissue  dose  of  interest 
here,  it  is  necessary  to  use  such  devices  in  property  de¬ 
signed  tissue-equivalent  phantoms.  For  fast  and  relativistic 
neutrons,  the  use  of  such  a  phantom  may  be  omitted  if  the 
curves  used  in  figure  15  (appendix  1)  are  applied  to  the 
reading  obtained  with  the  bare  dosimeter.  Howevei*,  with 
intermediate  and  thei-mal  neutrons,  geometrical  exposure 
conditions  are  .so  critical  that  phantoms  are  essential. 

12.7.  Appendix  4  gi\es  further  information  on  instru¬ 
ments  that  may  be  employed  in  dose  measurement. 


III.  Radiation  Protection  in  Installation 
and  Operation  of  Neutron  Sources 

13.  Types  of  Sources 

13.1.  Radioactive  sources  are  of  two  types,  (a,n)  and 
(y,n).  In  an  («,n)  source,  the  alpha  emitter  is  mixed  with 
the  target  material. 

13.11.  Polonium-210  and  plutonium-239  are  the  most 
suitable  radioactive  alpha  sources^  from  the  standpoint  of 
low  gamma-ray  activity  and  compactness.  Both  elements, 
however,  are  among  the  most  dangerous  ones  when  in¬ 
gested  or  inhaled.  Special  precautions  must  be  taken  to 
prevent  their  escape  by  providing  durably  sealed  containers. 

13.12.  Ra--",  in  equilibrium  with  its  daughters,  is  an¬ 
other  source  of  «-rays  of  convenient  half  life,  but  of 
equally  high  toxicity.  Its  containment  is  exceptionally  im¬ 
portant  because  of  the  dangers  due  to  its  daughter  product 
Rn.  In  addition,  due  to  its  copious  photon  emission,  it  rep¬ 
resents  a  gamma-ray  hazard. 

13.13.  The  target  materials  most  commonly  used  are  Li, 
Be,’  and  B.  These  materials  in  powdei-ed  form,  intimately 

*  In  the  polonium  sources  may  be  present  as  daufrhter  product  of  lonfr- 

lived  RaDfPbs*®). 

*  Be  constitutes  a  recently  recognized  chemical  toxicity  hazard. 
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mixed  with  the  alpha  emittei's,  are  sealed  in  metal  con¬ 
tainers. 

13.14.  (y,n)  sources  are  usually  called  photoneutron 
sources.  They  consist  of  sealed  containei's  enclosing  emitters 
of  gamma  rays  of  energy  high  enough  to  detach  neutrons 
from  taiget  nuclei.  The  latter,  usually  deutei’ium  or  beryl¬ 
lium,  are  placed  in  spheres  or  cylinders  which  surround  the 
gamma  emitter.  Photoneutron  sources  have  been  used 
mostly  to  generate  moderate  fluxes  of  neutrons  of  fairly 
homogeneous  energies  below  1  Mev. 

13.2.  Constant-roltage  acceletators,  as  used  in  the  pro¬ 
duction  of  neutrons,  are  usually  either  Van  de  Graaff  or 
Cockroft'Walton  machines.  They  are  essentially  the  same 
as  those  used  for  the  production  of  X-rays,  except  that  the 
polarity  of  the  high-voltage  electrode  is  reversed,  and  this 
electrode  is  provided  with  a  positive  ion  source  instead  of 
a  negative  electron  source.  In  the  \'an  de  Graaff  generator 
the  charge  is  conveyed  to  the  high-voltage  electrode  mech¬ 
anically  by  means  of  a  belt;  in  the  Cockroft-Walton  it  is 
conveyed  by  a  cascaded  sequence  of  voltage-doubling  cir¬ 
cuits,  each  comprising  a  condenser  and  a  rectifier.  Most 
Van  de  Graaff  generators  opei-ate  below  voltages  of  5  Mev; 
Cockroft-Walton  generators  below  about  1  Mev. 

13.3.  High- frequency  accelerators  include  the  cyclotron, 
synchrocyclotron,  betatron,  synchrotron,  microtron,  and 
linear  resonance  accelerator. 

13.31.  The  cyclotron,  or  magnetic  resonance  accelerator, 
is  a  device  for  accelerating  light  ions.  The  ions  are  kept  in 
a  spiral  orbit  by  a  constant  magnetic  field  and  are  given 
successive  acceleration  when  they  traverse  the  gap  between 
the  dee-shaped  electrodes.  The  operation  is  usually  con¬ 
tinuous  in  the  sense  that  a  beam  is  produced  in  each  cycle. 
Light  ions,  particularly  H-,  H-*,  and  He***,  are  accelerated 
up  to  15  Mev  per  nucleon. 

13.32.  The  synchi-ocyclotron  is  a  cycloti’on  modified  to 
allow  for  the  relativistic  increase  in  the  mass  of  the  accel¬ 
erated  particles  in  higher  energy  ranges.  In  the  frequency- 
modulated  cyclotron  the  particles  are  accelerated  in  pulses 
of  about  1  microsecond  duration  and  the  oscillator  fre¬ 
quency  is  modulated.  Particle  energies  range  from  15  to 
several  hundred  Mev  per  nucleon.  Usual  particles  accele¬ 
rated  are:  HL  H-,  and  He*. 

13.33.  The  betatron  is  a  circular  electron  accelerator 
that  has  been  used  to  accelerate  electrons  to  energies  up 
to  100  Mev  or  more.  Electrons  are  injected  in  a  pulse  about 
1  microsecond  in  duration.  After  injection,  the  electrons  are 
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continuously  accelerated  and  held  in  a  circular  path  by  a 
changing  magnetic  field. 

13.34.  The  synchrotron  operates  on  the  same  funda¬ 
mental  principles  as  the  frequency-modulated  cyclotron. 
The  frequency  of  the  oscillator  is  matched  with  the  fre¬ 
quency  of  cycling  charged  particles  being  accelerated  in  a 
closed  path.  VV'hen  the  synchrotron  is  used  to  accelerate 
protons,  both  the  oscillator  frequency  and  the  magnetic 
field  are  varied  to  allow  for  the  large  relativistic  mass 
change.  Particles  to  be  accelerated  are  injected  into  the 
machine  fiom  a  smaller  accelerator,  such  as  a  Van  de 
Graaff  accelerator  for  protons.  For  electrons  when  the 
final  velocity  is  near  to  the  velocity  of  light,  it  becomes  im¬ 
practicable  to  change  the  oscillator  frequency.  The  fre¬ 
quency  is  kept  fixed  and  the  magnetic  field  is  varied. 

13.35.  The  microtron  is  a  variation  of  the  electron  syn¬ 
chrotron  in  which  the  magnetic  field  is  held  constant  and 
the  orbit  radius  is  allowed  to  increase  with  increasing 
electron  energj'. 

13.36.  In  a  linear  resonance  accelerator  the  particles 
travel  in  a  straight  path  and  are  accelerated  by  the  electric 
field  of  an  electromagnetic  wave  which  travels  down  the 
accelerating  tube.  An  advantage  of  the  linear  resonance 
accelerator  over  circular-orbit  accelerators  is  the  ease  of 
bringing  the  beam  into  field-free  space. 

13.37.  Although  the  primary  hazard  from  high-energy 
electron  accelerators  is  usually  X-rays,  the  neutron  dose 
may  bo  comparable  to  or  greater  than  the  X-ray  dose  out¬ 
side  shielding  material  of  high  atomic  number,  such  as 
lead,  which  is  used  to  attenuate  the  X-rays.  The  chief 
sources  of  neutrons  are  the  machine  itself,  and  the  point 
where  the  Ijeam  strikes  the  wall. 

In  designing  a  shield  for  an  electron  accelerator,  both 
the  X-ray  and  the  neutron  hazards  must  be  considered. 
The  neutron  hazard  may  be  neglected  in  comparison  to  the 
X-ray  hazard  for  accelerators  that  operate  only  below  10 
Mev,  because  the  thresholds  for  the  neutron-producing  re¬ 
actions  are  at  about  this  energy.  For  quantitative  informa¬ 
tion  on  neutron  production  and  shield  design  at  higher 
energies,  see  appendix  7.  Detailed  discussion  of  the  shield¬ 
ing  problems  arising  in  the  operation  of  electron  acceleia- 
tors  is  given  in  Handbook  55  of  this  series. 

1.3. 1.  Reactors.  Neutron  pixiduction  in  reactors  occurs  as 
a  i-esult  of  the  fission  proce.ss,  which  is  maintained  at  a 
high  rate  b.\’  means  of  a  carefully  controlled  chain  reaction. 
The  usual  operating  mode  is  one  in  which  the  reactor  is 
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critical,  in  which  case  the  number  of  fissions  occurring  is 
substantially  constant  in  time.  This  is  achieved  by  a  definite 
ariangement  of  fuel  elements  (uranium  or  plutonium)  and 
adjustment  of  neutron  absorbers  (control  rods). 

14.  Neutron  Production 

14.1.  Neutrons  are  produced  in  accelerators  by  the  in¬ 
teraction  of  high-speed  nuclear  jjarticles  (usually  ijositively 
charged)  and  target  nuclei.  Depending  on  the  nature  of 
the  reaction  involved,  there  may  be  evolution  or  abso)‘ption 
of  energj’.  The  net  gain  or  loss  of  energ>'  is  usually  de¬ 
noted  by  the  symbol  Q.  Q  h  defined  by 

(3) 

i  r 

where  m,  are  the  masses  of  the  interacting  particles, 
the  masses  of  the  resultant  particles,  and  c  the  speed  of 
light.  A  list  of  important  reactions  used  in  neutron  produc¬ 
tion  as  well  as  corresponding  Q  values  is  given  in  ap¬ 
pendix  3. 

14.2.  The  fission  process.  Given  sufficient  excitation  en- 
ergj',  ceitain  heavy  nuclei  are  prone  to  divide  into  two  or 
more  large  pieces.  This  energ^•  can  be  obtained  by  absorp¬ 
tion  of  a  gamma  ray,  but  is  attained  more  commonly  follow¬ 
ing  production  of  a  fissionable  isotope  by  absorption  of 
a  neutron.  In  this  case,  the  binding  energ:*’  of  the  neutron 
constitutes  the  excitation  energj’  to  induce  fission.  The 
most  notable  example  of  this  process  is  the  abso}’ption  of 
a  slow  neutron  by  U-  '-'  to  produce  U--‘"  in  a  highly  excited 
state  which  immediate^'  fissions.  At  the  time  of  fission, 
neutrons,  gamma  rays,  and  occasionally  a  high-speed  pro¬ 
ton  are  given  off,  in  addition  to  the  two  (and  sometimes 
more)  large  fission  fragments.  The  neutrons  are,  on  the 
avei-age,  2\'.,  in  number  and  of  mean  energ\-  of  about  2.5 
Mev.  The  total  gamma-ray  energy-  per  fission  has  an  aver¬ 
age  value  of  about  7.5  Mev. 

15.  Other  Radiation  Hazards  .Associated  with 
Neutron  Production 

15.1.  In  section  9,  a  brief  description  of  the  various 
types  of  reactions  leading  to  associated  gamma-ray  hazards 
has  been  given.  Protection  against  photon  radiation  per  se 
is  discussed  in  two  publications  of  the  NCRP.  Specifically, 
Handbook  60,  X-ray  Protection,  and  Handbook  55,  Protec- 
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Ag^nst  Betatron-Synchrotron  Radiation  Up  to  100 
Million  Electron  \  olts,  should  be  consulted  as  guides  to 
protective  measures. 

15.2.  Radioactive  photoneutron  sources  represent,  from 
uie  piotection  standpoint,  gamma- ray  hazards  exclusively. 
Ihiis,  a  Naj^-D^O  source  delivers  a  neutron  dose  rate  of 
the  order  of  only  10-=  times  the  gamma-ray  dose  rate  at 
the  same  distance.  In  most  cases  the  gamma  dose  to  be 
expected  from  a  1-cuvie  source  at  1  meter  varies  within 
narrow  ranges,  i.e.,  0.1  to  2.0  rads/hour. 

15.3.  As  mentioned,  the  transmutations  produced  by 
neutrons  in  the  vicinity  of  sources  lead  to  two  modes  of 
gamma-ray  emission.  One  is  capture  radiation  that  is  emit¬ 
ted  simultaneously  with  neutron  absorption.  A  list  of  the 
gamma-ray  energies  emitted  in  capture  is  given  in  appen¬ 
dix  4. 

15.4.  In  addition,  nuclei  produced  as  a  result  of  capture 
aie  often  radioacti%’e,  and  jiarticle  accelerators  of  high 
energy  and  particle  flux — such  as  cyclotrons — represent 
producers  of  radionuclide  sources  of  considerable  activity 
and  significant  half  lives.  Any  pail  of  the  accelerator  or 
Its  surroundings  is  potentially  a  source  of  lieta  and/or 
gamma  radiation,  which  mast  be  evaluated  bv  competent 
beta-  and  gamma-ray  monitoring.  In  addition,  the  air  and 
loose  dust  in  the  room  can  be  activated  siifticicntlv  to  re¬ 
quire  delay  iii  entering  the  room.  The  responsible  officer 
should  in  eitiier  ca.se  guided  liy  recommendations  in 
Handbook  42  (Sale  Handling  of  Radioactive  Isotopes)  and 
in  Handbook  o2  ( ylaximum  Permissible  Amounts  of  Radio¬ 
isotopes  in  the  Human  Body)  concerning  the  over-all  opera¬ 
tion  of  these  machines. 

16.  Radiation  Protection  Considerations  in  the  Design  of 
Neutron  Sources 

16.1,  Because  of  the  diversity  of  source  types  and  re¬ 
actions  it  is  impossible  to  furnish  detailed  instructions  on 
the  safe  design  of  all  t.\  pes  of  neutron  sources.  The  follow- 
ing  1  ecommeiidations  are  designed  to  cover  the  majority 
of  conditions  likely  to  be  encountered  in  practice  and  to 
seiwe  as  a  general  guide  for  the  remaining  situations 

Neutron  sources  may  be  classed  into  essentially  four 
gi-oups  of  increasing  output.  As  the  protection  problems 
involved  are  somewhat  different,  these  types  will  be  dis¬ 
cussed  separately. 

16.2.  Radioactive  sources. 
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16.21.  As  mentioned  above,  these  can  be  classed  into 
(y,n)  and  («,n)  sources.  For  (y,n)  sources,  gamma  radia¬ 
tion  is  usually  the  primary  hazard  and  protection  should  be 
designed  according  to  recommendations  contained  in  other 
handbooks  in  this  series.  This  is  also  true  for  Ra-Be  sources 
where  alpha  particles  are  actually  employed  as  bombarding 
particles.  However,  when  the  ^mma  radiation  from  a 
Ra-Be  source  is  reduced  by  massive  shielding,  particularly 
lead  which  absoibs  veiy  few  neuti’ons,  the  neutron  hazard 
may  become  appreciable  and  should  not  be  overlooked. 

16.22.  For  the  other  (rt,n)  sources  (  Po-Be,  Po-B,  Pu-B, 
etc.),  the  neutron  hazard  is  usually  the  pi-imary  one. 
Sources  exceeding  dose  rates  of  30  mi’ems/hr  at  the  sui-face 
shall  be  stored  in  labeled  containers  (see  Rules  below). 
Usually  paraffin  in  considerable  thickness  is  employed  for 
sources  exceeding  100  /ic  (see  appendix  5).  The  paraffin 
should  be  encased  to  facilitate  handling. 

16.23.  Sources  employed  in  routine  use  must  be  sealed 
hemetically  because  of  serious  problems  of  chemical  toxi¬ 
city.  Recommendations  on  the  design  of  sealed  sources 
are  given  in  Handbook  54  of  this  series. 

16.3.  Constant-voltage  accelerators. 

16.31.  This  gi-oup  comprises  Van  de  Graaff  generators, 
Cockcroft-Walton  generators,  and  similar  installations  that 
involve  accelerating  voltages  up  to  5  Mev  and  beam  power 
up  to  about  100  watts.  Machines  of  this  type  represent  the 
most  difficult  problem  in  radiation  protection  because  of 
the  variety  of  possible  reactions  involved.  Many  of  these 
may  produce  but  a  slight  hazard,  but  others  (such  as 
H^(d,n)HeU  make  the  installation  a  dangerous  source  of 
neutrons.  There  is  often  a  fi-equent  change  from  one  type 
of  reaction  to  another,  and  the  schedule  of  operations  may 
be  intermittent  or  erratic. 

16.32.  It  is  beyond  doubt  safest  and  simplest  to  design 
the  protection  around  such  machines  so  that  the  dose  rate 
of  mi’ems/hr  is  not  exceeded  outside  the  shielding  when 
the  machine  is  run  at  maximum  neutron  output  (usually 
H''(d,n)He^).  The  shielding  required  is  of  the  order  of  a 
few  feet  of  concrete,  which  adds  comparatively  little  to  the 
cost  of  a  special,  building  designed  to  house  the  machine. 
Such  a  structure  is  highly  desirable  because  experience  indi¬ 
cates  that  effoi’ts  to  fit  such  generators  into  existing  struc¬ 
tures  result  in  cluttered  arrangements  that  tend  to  be 
inconvenient  for  purposes  of  research,  and  unsafe  radio- 
logically  as  well  as  othenvise  (electrical  and  mechanical 
hazards) . 
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16.33.  On  the  other  hand,  it  is  realized  that  at  many 
of  these  installations  the  provision  of  desiiable  shielding 
is  structurally  impossible  or  othei  wise  very  flifficult,  par¬ 
ticularly  when  it  Ijecomes  neces.sary  to  tit  them  into  e.xisting 
buildings.  Conseciuently  the  dose  rate  of  2',.>  mrems  hr 
might  be  exceeded  at  accessible  locations,  ix?rhaps  e\en  at 
the  operator’s  console.  At  present  it  does  not  set>m  war¬ 
ranted  to  categpiically  declare  this  i>ractice  unactei)tiible, 
but  it  certainly  is  not  recommended.  Fuilhermoi  e,  at  instal¬ 
lations  where  this  condition  exists  it  becomes  mandatory 
that  constant  checks  Ije  perfonned,  that  oi)Piations  be 
limited  to  insure  that  not  more  than  the  maximum  permis¬ 
sible  weekly  dose  is  received  by  any  iiersonnel,  and  that 
operations  be  suspended  if  this  would  occur  otherwise. 

16.34.  Location  of  the  target  below  the  gi’ound  level  is 
usually  preferable.  Some  experimenters  prefer  low -scatter 
fleering  and  building  walls  made  of  thin  .sheets  or  gi  ids. 
Directing  the  beam  away  from  occupied  ai’eas,  and  particu¬ 
larly  the  operator’s  console,  often  results  in  some  shielding 
economy.  Access  to  the  region  around  the  target  should  also 
be  from  other  than  the  beam  direction. 

16.35.  Because  the  ion  beam  pjoduced  by  these  machines 
can  be  “piped”  over  considerable  distances  with  compai  a- 
tively  little  effort,  it  is  (juite  practicable  to  bring  it  into  a 
shielded  enclosure  containing  the  target.  However,  such  an 
enclosure  should  permit  sufficient  space  for  any  experi¬ 
mentation  that  can  be  foreseen.  In  addition,  effort  should 
be  made  to  shield  any  other  structures  that  could  intercept 
the  beam. 

16.36.  In  the  design  of  tliese  generators  it  should  be  kept 
in  mind  that  secondary  electrons  are  likely  to  inoduce 
X-rays  and  that  modifications  in  basic  design  might  lessen 
the  protection  requirements  fo)-  this  radiation. 

16.4.  Hi(/h-fre(iurncy  accelerators. 

16.41.  In  virtually  all  of  the.se  machines  massive  shield¬ 
ing  is  mandatory,  and  few  new  installations  can  be  planned 
that  do  not  require  a  special  building  designed  for  the 
purpose.  Because  of  structural  considerations,  there  is  a 
tendency  to  keep  shielding  of  the  space  immediately  abo\e 
the  machines  at  a  minimum.  As  a  result,  a  large  fraction 
of  the  neuti'ons  observed  outside  the  shield  may  originally 
have  escaped  through  the  top  and  then  been  scattered 
do\mward  by  other  structures  or  the  air  above.  Most 
circular  accelerators  require  .shielding  of  the  entire  ma¬ 
chine.  The  shielded  enclosure  should  jieimit  sufficient  room 
for  experimentation,  particularly  in  the  beam  direction. 
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It  is  highly  desirable  to  provide  space  for  additional  shield¬ 
ing  that  may  become  necessary  in  case  methods  are  found 
(as  has  been  the  case  in  the  past)  to  Ijoost  the  radiation 
output. 

16.42.  No  installation  should  be  designed  in  which  the 
dose  rate  of  2'/o  mrems  hr  is  excec'ded  outside  the  shield¬ 
ing  under  conditions  that  can  be  foreseen.  This  is  pailicu- 
larly  ncces.sary  because  additional  exiwsure  may  be  incurred 
during  periods  when  the  beam  is  off,  as  i)ersonnel,  when 
working  inside  the  enclosure,  are  likely  to  be  exposed  to 
gamma  and  beta  radiation  arising  from  induced  activity. 

16.43.  Installations  that  are  subterranean  or  built  into 
a  hillside  are  likely  to  result  in  appreciable  economy  because 
advantage  may  be  taken  of  the  shielding  effects  of  soil. 

16.44.  Access  to  the  shielded  enclosure  may  be  prov  ided 
through  either  a  maze  or  movable  (usually  power  di  iven) 
shielding  blocks.  The  latter  design  requires  less  space  and 
is  likely  to  be  more  economical. 

16.45.  Nuclear  reactors:  Because  of  the  complexity  of 
reactor  design  and  the  gieat  variety  of  reactor  types  in 
existence,  it  appears  impractical  to  provide  any  definite 
recommendations.  Protection  design  should  be  based  on 
pertinent  experiences  gained  with  existing  types. 

17.  Stationary  Shields 

17.1.  The  shielding  of  neutron  sources  is  at  present  not 
as  well  understood  as  that  of  gamma  sources.  Consecjuently 
the  information  on  shield  thicknesses  is  less  exact,  and 
shields  should  in  general  be  more  overdesigned.  The  for¬ 
mulas  given  below  will  include  adequate  safet.v’  factors 
for  general  use.  It  is  a  fact  of  practical  importance 
that  adequate  shielding  against  neutrons  will  in  gen¬ 
eral  suppress  gamma  radiation  to  permissible  levels  at 
both  reactors  and  acceleratoi’s.  Water  and  other  hydro¬ 
genous  shields  constitute  an  impoilant  exception  to  this 
rule.  In  the  use  of  radioactive  sources,  and  in  pai  ticular 
photoneutron  sources,  gamma  shielding  is  a  separate  and 
often  more  impoi-tant  problem. 

17.2.  In  the  desi^  of  buildings  planned  to  contain  neu¬ 
tron  generatoi’S,  shielding  should  be  the  first  item  consid¬ 
ered  because  of  both  size  and  weight. 

17.3.  Ordinary  or  heavy  ag^’egate  conci-ete  or  earth  are 
the  recommended  materials  in  most  installations.  Any 
economy  by  the  use  of  water-filled  tanks  is  likely  to  be  offset 
by  maintenance  difficulties.  In  addition,  evaporation  rop- 
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resents  a  serious  hazard,  although  it  may  be  retarded  by 
the  addition  of  oil. 

17.4.  Paraffin  or  oil  is  a  fire  hazard,  and  neither  should 
be  used  in  large  stationary  shields. 

17.5.  Methods  of  shielding  calculations  are  outlined  in 
appendix  5. 


18.  Movable  Shields 

18.1.  It  is  often  necessary  to  operate  with  temporary 
shielding,  in  which  the  shield  is  not  cast  into  place  but 
rather  is  built  up  of  separate  blocks.  As  all  such  installa¬ 
tions  are  subject  to  flaws  or  cracks  which  are  left  in  the 
assembly,  a  detailed  sui'\’ey  should  be  made  prior  to  routine 
operation  of  the  source.  In  general  it  is  found  that  a  care¬ 
fully  laid  unmortared  concrete  block  shield  is  nine-tenths 
as  effective  as  a  monolithic  poured  structure.  Lead  bricks 
laid  with  care  show  similarly  reduced  attenuation.  All 
vertical  cracks  should  be  staggered  to  reduce  leakage.  Grav¬ 
ity  is  usually  sufficient  to  keep  horizontal  cracks  closed. 

19.  Unusual  Hazards 

19.1.  Even  though  shields  may  be  satisfactory  when  in¬ 
stalled,  they  may  deteriorate,  either  suddenly  or  gi-adually, 
so  that  it  is  necessary  to  monitor  the  radiation  outside 
routinely.  Examples  of  such  deteriorations  are  the  loss  of 
water  from  a  shield  tank  or  from  a  hydrogenous  shield 
material,  the  development  of  cracks  in  concrete  due  to 
settling,  or  the  loss  of  hydrogen  due  to  radiation  damage 
in  paraffin  or  oil.  Reactors  in  water  pools  should  be  equip¬ 
ped  with  proper  monitor  systems  to  warn  of  lowered  water 
level. 


20.  Procedures  to  be  Implemented 
in  Case  of  Overexposure 

20.1.  According  to  principles  discussed  at  length  in 
Handbook  59  of  this  series,  the  tolerance  status  of  an 
individual  is  altered  if,  once  in  his  lifetime  and  within  a 
period  of  1  month  or  less,  he  is  exposed  to  absorbed  doses 
exceeding  25  rems  to  the  whole  body  or  a  major  part  ther^ 
of.  For  the  purposes  of  this  Handbook,  one-half  of  this 
dose  (12.5  rems)  represents  the  limit  above  which  expos¬ 
ures  shall  become  a  problem  that  must  be  referred,  for 
joint  consideration  and  appraisal,  to  recognized  experts 
in  medical  radiology,  radiobiology,  and  radiological  physics. 


30 


20.2.  Although  the  clinical  management  of  such  an  in¬ 
dividual  is  obviously  the  province  of  the  physician,  its  form 
and  course,  as  well  as  the  individual’s  tolerance  status,  will 
be  influenced  by  the  magnitude  of  the  dose  received.  Hence, 
every  effort  should  be  made  to  evaluate  it  as  accurately 
and  as  soon  as  possible. 

20.3.  The  extent  of  this  effort  will  in  turn  depend  on  the 
availability  of  suitable  pei-sonnel-monitoring  devices  on  the 
Itody  of  the  person  involved.  On  the  basis  of  the  very  scant 
information  on  the  subject,  and  the  unexpected  nature  of 
accidental  exposures,  no  hard  and  fast  rules  can  be  given  as 
to  the  experimental  approach. 

20.4.  Ideally,  a  suitable  personnel-monitoring  device  is 
an  apparatus  of  ample  dosimetric  range  capable  of  register¬ 
ing  separately  doses  of  gamma  rays  and  of  neutrons.  Nu¬ 
clear  track  emulsions,  specially  packed,  tissue-equivalent 
and  graphite-ionization  chamber  pairs,  and  other  dosimeters 
that  fulfill  these  requirements  to  a  great  extent,  are 
described  in  appendix  4.  If  available,  the  readings  given  by 
these  instruments  can  be  interpreted  directly  in  the  evalua¬ 
tion  of  body  doses,  once  the  influence  of  shielding  by  the 
operator’s  body  and  the  spatial  characteristics  of  the  radia¬ 
tion  field  are  independently  established.  The  unique  merits 
of  a  true  dosimeter  are  readily  appreciated  whenever  the 
acute  exposure  is  the  consequence  of  sudden  damaging 
overload  of  the  neutron  generator,  leading  to  delay  or  to 
physical  inability  to  undertake  dosimetric  studies  under 
operating  conditions  duplicating  those  prevailing  at  the 
time  of  the  accident.. 

20.5.  Whenever  true  personnel  dosimeters  are,  for  any 
reason,  unavailable,  other  integrating  personnel  detector 
readings  can  be  used  to  advantage. 

Dosimetric  evaluation  is  then  best  done  with  proper  dosi¬ 
meters  in  the  presence  of  radiations  that  are  as  nearly 
identical  as  possible  to  those  emitted  during  the  accident, 
and  b.v  relying  on  personnel  detectors  as  integrating  moni¬ 
tors.  Because  the  spectral  characteristics  of  a  neutron  gen¬ 
erator  may  be  critically  dependent  uj»n  ion  energy,  particu¬ 
lar  attention  must  be  paid  to  duplicating  this  factor.  In 
this  as  well  as  in  the  previous  case,  the  influence  of  the 
operator’s  body  on  the  instrumental  readings  can  be 
established  with  the  use  of  experimental  mock-ups  simu¬ 
lating  in  size  and  composition  the  person’s  body. 

20.6.  Whenever  personnel  monitor  readings  are  unavail¬ 
able,  dosimetric  evaluations  become  much  more  difficult 
to  obtain  and  approach  the  complexify  of  a  research  prob- 
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lem.  The  presence  of  area  monitors,  located  in  the  radia¬ 
tion  field,  may  be  of  substantial  aid  in  establishing  experi¬ 
mental  conditions  relevant  to  a  dosimetric  study,  i.e., 
conditions  of  exposure  bearing  quantitatively  known  rela¬ 
tion  to  those  of  the  accident.  Readings  from  area  gamma- 
ray  monitors  should  be  sought  and  recorded  because  they 
may  serve  in  some  instances  as  integi'ator  detectors. 

20.7.  Tools,  apparatus,  and  other  objects  containing 
chemical  elements  such  as  Sn,  Sb,  Mn,  Cu,  Al,  Cd,  Hg,  Ni, 
Au,  Fe,  may  serve  as  neuti-on  monitors  if  their  induced 
radioactivity  can  be  measured  at  known  and  preferably 
short  times  after  the  exposure.  The  movement  of  exposed 
individuals,  however,  must  be  established  as  accurately  as 
possible,  and  pertinent  questioning  of  personnel  and  wit¬ 
nesses  ^ould  be  undeitaken  promptly  and  testimony  rec¬ 
orded  with  the  least  reliance  on  memory.  Similarly,  the 
radioactivity  induced  in  any  of  the  objects  worn  may 
serve  the  purposes  of  a  neutron  integi-ating  detector,  once 
the  itinerary  of  the  objects  in  the  radiation  field  and  its 
location  on  the  person’s  body  is  established.  Gold  jewelry 
is  particularly  suited  for  this  purpose;  hence  radioactivity 
in  rings,  wristwatch  cases,  bracelets,  earrings,  medals,  etc., 
should  be  investigated.  To  a  lesser  extent,  money  (Cu,  Ni, 
Ag)  and  othei'  base  metals  likely  to  be  on  the  person  (in 
the  form  of  identification  badges,  fountain  pens,  pencils, 
belt  buckles,  garters,  costume  jewelry,  etc.)  may  serve  the 
same  purpose. 

20.8.  Because  most  of  the  radioactivities  induced  in  these 
elements  are  short-lived  and  the  result  of  small  cross  sec¬ 
tions,  speed  and  sensitivity  of  measurement  are  likely  to 
prove  critical  in  estimates  of  this  sort.  Very  important  also 
to  ultimate  interpretation  is  the  critical  analysis  of  the 
activities  present,  hence  radiometric  and  spectrometric 
analysis  of  the  samples  are  highly  desirable. 

20.9.  The  specific  activity  of  Na"^ — and  to  a  lesser  extent 
of  P^- — in  the  blood  serum  and  urine  of  the  exposed 
individuals  has  been  utilized  for  this  purpose.  The  specific 
activity  of  the  former  should  be  evaluated  by  ertemal 
gamma-ray  measurements.  This  will  require  considerable 
accuracy  and  sensitivity,  but  will  eliminate  any  uncei’tainty 
as  to  the  rapidity  of  exchange  with  the  other  Na  deposits. 
In  procedures  of  this  type  care  should  be  taken  to  remove 
contamination  that  may  be  present  on  the  skin,  hair,  nails, 
and  clothing  of  the  individual. 

20.10.  It  should  be  realized  that  most  of  the  induced 
radioactivities  thus  far  mentioned  are  caused  in  over- 


32 


whelming  measure  by  thermal  neutrons  and,  therefoi'e,  they 
can  be  generated  in  part  also  by  fast  neutrons  moderated 
by  the  body.  A  better  indication  of  the  fast  neutron  flux 
can  be  obtained  from  the  threshold  reaction  P^’  (n,p)Si'''. 
This  element  is  readily  available  in  matche.s  and  in  urine. 

IV.  Rules  for  Protection  against 
Neutron  Radiation 

Scope  of  rules.  The  rules  set  forth  below  are  considered 
essential  for  the  avoidance  of  hazards  attending  exposure 
to  neutron  radiation.  They  apply  to  other  radiations  only 
insofar  as  they  might  occur  simultaneously  with  neutrons 
and  add  to  the  exposures  incurred.  Other  handbooks  in 
this  series  deal  more  explicitly  with  protection  against  other 
ionizing  radiations.  The  present  rules  are  not  concerned 
with  any  electrical,  mechanical,  toxicological,  and  other 
nonradiation  hazards  that  might  arise  in  the  operation  ol’ 
neutron  sources,  except  as  they  affect-  I’adiation  safety. 

A  further  restriction  applies  to  the  case  of  reactors.  The 
rules  set  forth  below  extend  only  to  protection  during  nor¬ 
mal  operation  at  power  levels  anticipated.  The  prevention 
of  abnormal  conditions  that  entail  particularly  severe  radi¬ 
ation  liazards  is  a  complex  technological  p)  obiem  that  will 
not  be  discussed  here. 

Finally,  for  obvious  reasons,  no  specific  recommendations 
can  be  made  regarding  protection  in  the  vicinity  of  classi¬ 
fied  assemblies  emitting  neutrons. 

21.  Maximum  Permissible  Dose 

21  ’  For  a  radiation  worker  of  age  N,  the  accumulated 
RBL  dose  shall  not  exceed  5(A^-18)  rems  in  the  blood- 
forming  organs,  the  lens  of  the  eye,  and  the  gonads.  In  the 
skin  it  shall  not  exceed  10  (A^-18)  rems. 

21.2.  The  weekly  RBE  dose  incurred  by  a  radiation 
worker  shall  not  exceed  300  mrems.  In  exceptional  cases 
where  it  is  necessary  for  a  person  to  receive  larger  doses, 
the  unit  of  time  may  be  extended  to  13  weeks,  provided  that 
the  dose  accumulated  during  this  period  does  not  exceed 
3  rems. 

21.3.  If  detailed  infomation  on  the  nature  of  the  ioniz¬ 
ing  radiations  is  not  available,  the  RBE  shall  be  assumed 
to  be  10. 

21.4.  If  the  portion  of  the  tissue  dose  contributed  by 
the  various  radiations  is  knowm,  each  dose  in  mrads  shall 
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be  multiplied  by  the  appropriate  RBE  to  obtain  the  dose 
in  mrems.  The  RBE  of  electrons  (whether  primary  or 
produced  by  electromagnetic  radiation)  shall  be  taken  as 
1.0.  The  RBE  of  neutrons  shall  be  taken  as  10,  except  that, 
if  the  distribution  of  neutron  energies  is  known,  the  RBE 
values  in  table  2  may  be  applied. 

21.5.  Any  person  while  occupying  regions  outside  the 
controlled  area  shall  not  incur  a  dose  of  more  than  125 
mrems  in  a  3-month  period.  If  such  regions  conh  m  a  resi¬ 
dence  or  regular  place  of  work,  the  dose  rate  in  anj  building 
located  therein  shall  be  less  than  125  mrems  in  a  3-month 
period.  It  is  I'ecommended  that  even  in  the  absence  of  such 
buildings  the  dose  rate  should  be  less  than  125  mrems  in 
a  3-month  period.  If  it  is  more,  it  shall  be  the  duty  of  the 
radiation  protection  officer  to  assure  himself  that  there  is 
no  likelihood  that  any  person  while  remaining  in  these 
areas  will  receive  doses  in  excess  of  125  mrems  in  a  3- 
month  period. 

21.6.  In  exceptional  cases  where  operations  of  the  source 
would  be  virtually  impossible  otherwise,  the  permissible 
dose  received  outside  the  installation  may  be  averaged  o\er 
1  year,  provided  the  dose  received  in  the  period  of  1 
calendar  week  does  not  exceed  300  mrems. 

22.  Radiation  Protection  Officer 

22.1.  Personnel  responsible  for  work  with  neutron 
sources  shall  also  be  responsible  for  radiation  safety.  If  a 
neutron  source  is  capable  of  delivering  more  than  300 
mrems  per  work  week  due  to  all  ionizing  radiations  emitted 
in  accessible  regions  inside  or  outside  of  any  externally  ap¬ 
plied  shielding,  a  radiation  protection  officer  shall  be  desig¬ 
nated  by  the  management  concerned.  His  responsibilities 
shall  include: 

a.  Furnishing  of  technical  assistance  in  the  planning  and 
executing  of  work  insofar  as  i-adiation  safety  considera¬ 
tions  are  involved. 

b.  Ajipraisal  of  oiieration  of  the  source  with  regard  to 
the  radiation  safety  rules  set  forth  below. 

c.  Notification  to  personnel  working  near  the  .source  of 
any  special  hazards  that  may  exist. 

d.  Awarenes:,  of  exposure  of  such  per.sonnel  from  addi¬ 
tional  .sources  of  ionizing  radiation. 

e.  Reporting  of  radiation  hazards  or  unsafe  practices  to 
the  proper  authorities  for  suitable  action  whenever  neces¬ 
sary. 
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The  radiation  protection  officer  should  be  familiar  with 
the  contents  of  this  Handbook,  and  shall  have  sufficient 
training  and  experience  to.  understand  and  apply  pertinent 
provisions.  A  user  of  the  source  or  a  person  employed  in 
other  capacities  may  qualify  as  radiation  protection  officer. 
A  radiation  protection  officer  may  delegate  duties  but  not 
responsibility.  He  shall  be  guided  by  advice  from  qualified 
experts  if  necessary. 

22.2.  The  radiation  protection  officer  shall  be  informed 
of  any  changes  in  the  mode  of  operation  of  the  source  if 
these  affect  the  radiation  hazard. 

22.3.  The  radiation  protection  officer  should  keep  records 
of  personnel  exposure  and  area  dose  levels. 

2?.  Radioactive  Sources 

23.1.  Neutron  sources  containing  materials  that  con¬ 
stitute  a  potential  hazard  of  inhalation  and/or  ingestion 
due  to  their  radiological  toxicity  shall  be  sealed  securely 
or  handled  under  conditions  that  otherwise  eliminate  the 
hazards  involved. 

23.2.  A  neutron  source  having  a  surface  dose  exceeding 
10  mrems  per  calendar  week,  due  to  all  ionizing  radiations 
emitted,  shall  be  marked  with  a  label  or  stored  in  a  labeled 
container.  The  label  shall  contain  information  on  the  nature 
and  intensity  of  the  source. 

23.3.  Any  neutron  source  having  a  surface  dose  of  more 
than  200  mrems/hr  shall  be  normally  stored  in  a  labeled 
container  conforming  with  23.4. 

23.4.  When  the  source  is  in  a  storage  container,  less  than 
200  mrems/hr  shall  be  delivered  at  container  surface  and 
less  than  10  mrems/hr  at  1  meter  from  the  container.'^ 
These  requirements  need  not  be  fulfilled  if  the  regions 
around  the  source  are  marked  as  described  in  23.5  and  23.6. 

23.5.  When  such  a  source  is  removed  from  its  storage 
container,  any  accessible  location  in  which  more  than  7.5 
mrems/hr  are  delivered  shall  be  segi’egated  by  a  clearly 
marked  barrier  or  means  equally  effective  in  impeding 
unintentional  access. 

23.6.  When  the  source  is  removed  from  a  storage  con¬ 
tainer,  any  accessible  location  in  which  more  than  2.5 
mrems/hr  are  delivered  shall  be  clearly  marked  with  signs 
that  indicate  the  hazard. 

«  These  figures  have  been  chosen  so  that  container  may  be  used  for  purposes 
of  source  shipment  in  accordance  with  ICC  regulations. 

432062"— 57 6 
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24.  Accelerators 

24.1.  If  dose  rates  in  excess  of  2.5  mrems/hr  may  be 
incurred  in  accessible  regions  outside  the  shielding,  or  in 
the  absence  of  shielding  at  any  accessible  location,  such 
regions  shall  be  clearly  marked  with  signs  that  indicate 
the  hazard. 

24.2.  Any  accessible  region  inside  or  outside  shielding 
where  a  dose  rate  in  excess  of  l.h  mrems/hr  exists  shall 
be  segregated  by  marked  barriers  that  impede  uninten¬ 
tional  access.  Such  areas  shall  be  provided  with  clear  visual 
indication  whether  the  accelerator  is  on. 

24.3.  If  the  installation  is  provided  with  a  shield  segre¬ 
gating  accessible  locations,  and  if  a  dose  rate  in  excess 
of  7.5  mrems  hr  can  be  received  inside  the  shield,  additional 
provisions  shall  be  made  for  audible  indication  that  may 
be  either  intermittent  or  continuous,  lasting  for  at  least 
a  10-second  period  prior  to  turning  on  the  beam. 

24.4.  If  exit  from  the  shield  cannot  be  effected  without 
motion  of  doors  or  other  similar  impediments,  provisions 
shall  be  made  that: 

a.  Such  doors  are  interlocked  with  the  accelerator  con¬ 
trols  in  such  a  way  that  neutron  production  is  impossible 
with  the  door  open. 

b.  The  doors  can  be  opened  from  the  inside  of  the 
enclosure. 

c.  At  least  one  clearly  mai’ked  crash  button  is  provided 
inside  the  enclosure  to  suspend  accelerator  operation  in 
such  a  way  as  to  make  neutron  production  impossible.  It 
shall  be  possible  to  readily  reach  one  such  button  from 
any  point  inside  the  enclosure  within  5  seconds  of  onset 
of  the  audible  warning  signal. 

24.5.  At  any  installation  where  dose  rates  in  excess  of 
100  mi'ems  per  work  week  may  be  received  outside  the 
shielding,  it  shall  be  the  duty  of  the  radiation  protection 
officer  to  insure  that  a  constant  check  is  made  that  persons 
do  not  receive  doses  in  excess  of  the  permissible  levels  (see 
sections  21.1,  21.2).  “Persons”  includes  operators,  experi¬ 
menters,  visitors,  and  individuals  employed  in  maintenance 
or  other  duties  not  directly  associated  with  machine  opera¬ 
tion.  Such  checks  shall  include  a  daily  assessment  of  the 
operations  of  the  accelerator. 

25.  Reactors 

25.1.  On  starting  up  a  reactor  for  the  first  time  the 
efficiency  of  the  shielding  shall  be  checked  minutely.  Every 
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accessible  region  should  be  surveyed  for  radiation,  and 
appropriate  adjustments  should  be  made  in  the  shielding. 

25.2.  Because  it  is  possible  for  radiation  leaks  to  develop, 
surveys  should  be  made  at  least  annually  and  whenever 
changes  have  been  made  in  the  shield  or  its  perforations. 

25.3.  Because  on  startup  of  a  reactor  radiation  levels  in¬ 
crease  strongly,  an  audible  warning  system  shall  be  in¬ 
stalled  to  insure  that  all  personnel  in  the  vicinity  of  the 
reactor  are  made  aware  that  stai'tup  is  planned.  Personnel 
must  be  able  to  communicate  with  the  reactor  operator  with¬ 
in  a  period  of  time  that  is  less  than  the  warning  period. 

25.4.  In  the  vicinity  of  the  reactor,  continuous  visual 
indication  shall  be  provided  to  infonri  personnel  whether 
the  reactor  is  in  operation. 

25.5.  Rigid  procedures  shall  govern  the  changes  of 
shielding.  These  shall  include  consultation  with  the  radia¬ 
tion  protection  ofRcei'. 

25.6.  Upon  first  removal  of  a  shielding  block,  or  first 
testing  of  a  beam  trap  placed  behind  a  movable  shutter, 
monitoring  shall  be  performed  to  assess  the  existing  radia¬ 
tion  hazard. 

25.7.  If  dose  rates  in  excess  of  2.5  mrems/hr  can  be 
incurred  in  accessible  locations,  such  regions  shall  be 
clearly  marked  with  signs  that  indicate  the  hazard. 

25.8.  Any  accessible  region  where  a  dose  in  excess  of 
7.5  mrems/hr  exists  shall  be  segj’egated  by  marked  barriers 
that  impede  unintentional  access. 

25.9.  Because  in  the  event  of  an  accident  it  may  be 
necessary  to  quickly  evacuate  the  building,  and  probably 
also  the  area  outside,  a  plan  shall  be  devised  for  this 
evacuation.  Responsible  persons  shall  be  designated  and 
available  at  all  times  for  its  execution.  All  personnel  noi-m- 
ally  in  the  environs  shall  be  made  aware  of  the  plan. 

25.  Surveys  at  .Accelerators  and  Reactors 

26.1.  During  tune-up  and  initial  operations,  surveys 
of  both  the  gamma-  and  neutron-radiation  dose  rate  at 
accessible  locations  outside  the  shielding  shall  be  perfoimed 
as  soon  as  radiation  intensities  in  excess  of  2.5  mrems/hr 
are  likely  to  be  produced. 

26.2.  Prior  to  routine  operation,  every  accelerator  or  re¬ 
actor  shall  be  SHr\e,ved.  Such  sin-’.eys  shall  be  reper.*^od 
whenever  operating  conditions  are  changed  in  such  a 
waj’  that  the  neutron  or  gamma  hazard  may  change.  In  the 
absence  of  any  such  changes,  surveys  shall  be  made  at 
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least  once  a  year.  In  installations  where  liquid  shields  are 
employed,  a  survey  shall  be  perfoimed  at  least  once  every 
6  months. 

26.3.  At  installations  where  liquid  shields  are  employed, 
special  precautions  shall  be  taken  to  insure  that  the  liquid 
is  maintained  at  the  desired  level. 

26.4.  When  personnel  are  exposed  to  dose  rates  in  ex¬ 
cess  of  30  mrems/hr,  continuous  personal  monitoring  shall 
be  performed  unless  reliable  estimates  of  the  dose  received 
can  be  obtained  by  other  means. 

27.  Health 

27.1.  Prior  to  beginning  of  employment,  each  person 
working  more  than  occasionally  in  areas  where  significant 
neutron  doses  may  be  received  shall  have  a  medical  exami¬ 
nation.  It  should  be  recognized  that  the  examination  is 
directed  toward  determining  the  normal  or  presumed  “pre¬ 
irradiation”  condition  of  the  worker,  and  toward  taking 
especial  precautions  if  any  abnormalities  exist  that  might 
later  be  confused  with  radiation  damage.  The  examination 
shall  include  a  complete  blood  count,  with  detemination  of 
epThrocyte,  leukocji:e,  and  platelet  levels,  clotting  time,  and 
differential  W.B.C.  An  eye  examination  shall  include  a 
determination  of  vision  with  and  without  glasses,  dilation 
of  pupils  and  examination  of  the  lenses  with  the  slit  lamp 
(corneal  microscope).  Routine  examinations  as  above  shall 
be  done  once  a  year,  unless  more  frequent  examinations  are 
indicated  by  readings  of  monitoring  instruments. 

28.  Overexposure 

28.1.  Any  exposure  in  excess  of  the  permissible  limit 
shall  receive  the  immediate  attention  of  the  radiation  pro¬ 
tection  officer  and  the  management.  Corrective  measures 
shall  be  instituted  to  prevent  reoccurrence  and  steps  shall 
be  taken  to  reduce  individuals’  average  exposure. 

28.2.  An  individual  who  has  been  exposed  to  more  than 
12.5  rems  of  ionizing  radiations  in  a  period  of  less  than  1 
month  shall  be  deemed  to  have  suffered  an  overexposure 
sufficiently  gi'ave  to  require  execution  of  the  steps  set  forth 
in  28.3. 

28.3.  Considerable  effort  shall  be  made  to  detemine  the 
dose  received,  the  portion  of  the  body  exposed,  and  the 
character  of  the  radiation.  The  legal  representative  of  the 
institution  shall  be  notified  of  the  amount  Pf  exposure,  ttie 
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extent  of  the  present  injury,  and  the  probable  outcome.  A 
competent  panel,  including  a  physician  familiar  with  radia¬ 
tion  risk  and  injury,  a  physicist,  the  radiation  protection 
officer,  and  a  responsible  administrator,  shall  review  the 
medical  findings  and  decide  on  the-  advisability  of  renewed 
examinations.  They  shall  investigate  the  reasons  for  the 
overexposure  and  undertake  all  reasonable  efforts  to  pre¬ 
vent  repetition  of  overexposures. 


Appendix  1.  Depth  Dose 

Experimental  data  on  the  neutron  depth  doses  resulting 
from  exposure  to  monoenergetic  neutrons  are  not  available. 
However,  lesults  have  been  reported  from  Po-Be  and  Po-B 
sources.  In  these  two  instances,  the  neutron  dose  /  at  a 
depth  X,  in  terms  of  the  dose  /„  at  the  surface  of  a 
phantom  situated  at  a  distance  D  from  the  source,  can  be 
expressed  as 

where  b  and  L  are  parameters  chai'acteristic  of  the  source 
and  the  size  of  the  tissue  equivalent  phantom,  as  follows : 


Source 

Phantom 

6  1  L  ;  References* 

Po-B  . .  . 

Small 

1  cm 

1.20  1  10  i  (1) 

1.56  1  7.5  (2) 

1.33  11.33  (1) 

Po-B  _ 

Po-Be . 

1  Small  . 

■  References:  (1)  W.  A.  Mills  and  G.  S.  Hurst,  Nucleonics  12,  17  (April  1954)  ; 
(2)  T.  A.  Harr  and  G.  S.  Hurst,  Nucleonics  12,  33  (Auirust  1951). 


Theoretical  depth  dose  curves  have  been  computed  by 
Snyder  for  a  variety  of  neutron  energies.  The  curves  shown 
in  figures  2  to  14  apply  to  an  infinite  slab  of  tissue-equiva¬ 
lent  material  30  cm  thick,  irradiated  by  a  bi-oad  beam  of 
monoenergetic  neutrons  with  1  neutron/cm-  entering  nor¬ 
mal  to  one  face  of  the  slab. 
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Figure  4A.  Absorbed  dose  (rads)  from  S-Mev  neutron  beam. 
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Figure  6A»  Absorbed  dose  (rads)  from  neutron  beam. 


Figl'KE  7A.  Absorbed  dose  (rads)  from  0.5-Mev  neutron  beam. 


FigVRK  7B.  KBE  (lotic  (remaj  from  0,5-Mev  neutron  beam. 


Figure  8B,  RBE  dose  ( renaj  from  U.l-Mev  neutron  beam 


Figure  9A.  Abaorbed  dose  ( rads)  from  0.02-Mei’  neutron  bean 


Figure  HA.  Absorbed  dose  ( rads)  from  O.OOUl-Mer  neutron  beam. 


These  curves  were  obtained  by  computing  neutron  his¬ 
tories  in  an  unbiased  manner  and  averaging  the  absorbed 
dose  delivered  from  a  sample  of  such  histories.  The  mini¬ 
mum  sample  size  for  a  given  neutron  energy  was  4,000 
such  histories.  In  computing  these  histories,  tissue  was 
considered  to  consist  of  hydrogen  and  one  heavier  element. 
The  percentage  by  weight  of  this  heavier  element  was 
taken  as  the  sum  of  the  percentage  weights  of  all  body 
constituents  other  than  hydrogen,  and  the  cross  section  for 
this  element  was  a  composite  of  the  cross  section  of  these 
elements.  All  scattering  was  considered  to  be  isotropic  in 
the  center  of  mass  system  of  coordinates  and  the  only  re¬ 
actions  considered  were  ela.stic  scattering,  the  (n,p)  reac¬ 
tion  with  nitrogen,  and  the  (n,y)  reaction  with  hydrogen. 
The  energj'  of  the  recoil  atoms  and  of  the  protons  produced 
by  the  (n,p)  reaction  was  considered  as  absorbed  at  the 
site  and  the  absorbed  energy  was  tabulated  and  averaged 
over  each  centimeter  of  depth  to  obtain  the  dose  curves. 

Handbook  59  of  this  series  has  prescribed  the  RBE 
as  a  function  of  specific  ionization.  The  specific  ioniza¬ 
tion  as  a  function  of  particle  energy  has  been  given 
by  Livingston  and  Bethe  [8]  and  for  the  heavier  ele¬ 
ments  of  principal  interest  here  has  been  approximated 
by  Neufeld  and  Snyder  [9].  The  latter  reference  gives 
RBE  as  a  function  of  tne  particle  ener^  as  well  as 
the  biological  dose  delivered  by  a  particle  of  given 
energj’.  These  curves  were  approximately  by  polynomials, 
and  the  biological  data  were  computed  for  each  particle  pro¬ 
duced  by  the  neutrons  in  the  course  of  their  histories.  The 
y-rays  produced  were  followed  also  using  the  Monte  Carlo 
or  sampling  method,  and  their  absorbed  dose  (=RBE  dose) 
computed  for  each  centimeter  of  depth. 

The  points  given  on  the  gi’aphs  are  the  computed  points, 
and  the  smooth  curve  indicates  the  general  trend.  In  some 
cases  w’^ere  the  penetration  was  small,  few  or  no  events 
occurred  in  some  intervals  and  the  curves  were  not  con¬ 
tinued  where  the  data  did  not  seem  significant.  Figure  14 
gives  the  RBE  (=RBE  dose/absorbed  dose)  as  a  function 
of  energj-  and  depth.  The  flux  to  deliver  a  dose  of  0.3  rem 
in  40  hours  or  of  0.1  rem  in  40  hours  has  been  computed 
and  is  show-n  in  figure  13.  The  ratios  of  maximum  dose 
for  the  30-cm  slab  to  first  collision  dose  for  both  absorbed 
dose  and  for  RBE  dose  are  sho\vn  in  figure  15.  The  low 
values  at  1  Mev  and  0.44  Mev  are  not  entirely  due  to 
statistical  fluctuations  but  are  largely  due  to  the  resonance 
peaks  in  the  oxygen  cross-section  curve.  As  a  check  on 
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this,  the  points  at  1.2  Mev  and  at  0.5  Mev  were  computed, 
and  this  confirmed  that  the  actual  curve  will  reflect  much 
of  the  detailed  structure  of  the  cross-section  curves.  How¬ 
ever,  the  accuracy  of  the  present  study  would  not  warrant 
attempting  to  predict  the  amount  involved  in  detail. 

For  thermal  neutrons  an  earlier  study  by  Snyder  [10] 
indicated  a  sharp  peak  in  the  absorbed  dose  due  to  the 
(n,p)  reaction.  The  present  calculations  averaged  out  this 
peak.  Figure  12  shows  the  peak  as  well  as  the  average  com¬ 
puted  in  the  present  study.  In  computing  the  thermal  value 
for  figure  13  the  peak  value  was  used. 

The  reflection  of  thermal  neutrons  incident  on  a  large 
slab  of  tissue  is  approximately  80  percent.  Hence  the  read¬ 
ing  obtained  with  pocket  dosimeters  worn  for  purposes  of 
thermal-neutron  dosimetry  should  be  corrected  accordingly 
(i.e.,  the  reading  should  be  divided  by  1.8  before  the  hazard 
is  evaluated  accoi-ding  to  the  data  presented  here). 


Appendix  2.  Flux  Detectors 
and  Their  Calibration 

As  the  methods  of  flux  measurement  are  different  for 
the  various  energy-  ranges,  even  though  the  principles  in¬ 
volved  are  about  the  same,  they  will  be  considered  accord¬ 
ing  to  neutron  energy.  Flux  measurement  of  thermal  neu¬ 
trons  has  received  most  effort  because  it  is  basic  to  most 
flux  measurements  in  the  other  energy  classifications. 

Thermal  Neutrons 

One  approach  to  the  absolute  measurement  of  thermal 
neutron  flux  is  closely  related  to  source  calibration,  be¬ 
cause  it  is  possible  to  produce  a  flux  with  a  standard  source 
that  is  known  almost  as  accurately  as  the  emission  rate 
of  the  source.  The  thermal  flux  is  produced  in  a  “standard 
pile,”  which  is  merely  a  large  block  of  graphite  in  which 
the  source,  usually  a  Ra-Be  source,  is  placed.  The  fast 
neutrons  emitted  from  the  source  are  moderated  in  the 
graphite  and  produce  a  certain  spatial  distribution  of  slow- 
ing-down  density,  q.  When  thin  foils  of  indium,  m-apped 
in  cadmium,  are  activated  at  various  places  in  the  stand¬ 
ard  pile,  the  activation  is  proportional  to  the  neuti-on  flux 
at  the  resonance  energj'  of  indium,  1.44  ev,  hence  to  the  q 
at  1.44  ev.  The  absolute  q  values  are  obtained  in  tenns  of 
the  source  strength  Q  because  the  integral  of  q  over  the 
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volume  of  the  standard  pile,  assuming  negligible  capture 
and  no  escape  of  resonance  neutrons  from  the  pile,  must 
equal  Q.  Once  the  slowing  down  density  q  is  known  in  the 
standard  pile  it  is  a  simple  matter  to  compute  the  thermal 
flux  from  q,  for  it  is  necessary  to  know  only  the  lifetime 
of  the  neutrons  in  graphite,  easily  obtained  from  the  scat¬ 
tering  constants  of  carbon. 

The  standard  pile  flux,  while  reasonably  well  known, 
is  quite  low,  and  activations  intense  enough  for  accurate 
foil  counting  can  be  obtained  only  with  foils  that  are  so 
thick  that  an  appreciable  change  in  the  flux  at  a  given 
point  results  from  the  neutron  absorption  of  the  foil.  The 
flux  perturbation  does  not  affect  the  determination  of  an 
unknown  flux  relative  to  that  in  the  standard  pile  if  the 
unknown  flux  is  also  in  gi’aphite  and  if  the  foil  geometry 
is  identical,  for  in  that  case  both  fluxes  u-ill  be  equall.\- 
perturbed.  However,  a  correction  for  the  perturbation  must 
be  made  when  fluxes  in  open  beams  are  to  be  measured 
relative  to  the  standard  pile,  for  instance,  and  for  this 
geometry  the  correction  leaves  an  error  of  several  percent. 

A  second  method  of  absolute  measm-ement  of  neutron 
flux  is  by  means  of  the  reaction  rate  of  an  element  whoso 
cross  section  is  known,  for 

reactions  sec- -nr. V(T,  (5) 

whei'e  N  is  the  number  of  atoms  of  reaction  cross-section 
or  in  the  flux  nv.  The  absorption  C2’0ss  section  of  boron,  foj- 
example,  \;'hich  is  essentially  the  (n,a)  reaction,  as  the 
(n,p)  and  (n,y)  are  negligible,  has  been  accui’ately  detei-- 
mined  from  tne  total  cross  section.  The  “best  value”  of 
the  boron  absorption  cross  section,  from  the  AEC  compila¬ 
tion,  is  750  barns  at  2,200  cm/sec,  accurate  to  about  1 
percent.  The  number  of  (n,«)  reactions  taking  place  in  a 
certain  amount  of  boron,  located  in  a  particular  neutron 
flux,  then  gives  the  flux  in  tei-ms  of  the  reaction  rate.  Again, 
as  for  the  standard  pile,  the  rate  of  (n,a)  reactions  in 
boron  depends  on  the  neutron  density,  independent  of  the 
velocit.v,  because  boron  is  strictly  1/v.  There  are  several 
other  elements  for  which  the  absorption  cross  section  can  be 
accuratel.^•  detei-mined  from  the  total  cross  section  by  sub- 
ti’action  of  scattering,  for  instance  gold  or  indium.  These 
elements  differ  from  boron  as  flux  standards  because  their 
absorption  is  a  result  of  radioactive  capture  rather  than  the 
(n.rt)  proce.ss,  and  in  addition  the.v  are  not  .strictly  1  /r. 

The  reaction  i-ate  in  a  known  amount  of  boron  located  in 
a  neutron  flux  can  be  measured  by  a  BFrfilled  proportional 
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counter  or  pulse-counting  ion  chamber,  if  one  can  be  sure 
of  a  one-to-one  correspondence  between  disintegrations 
and  counts.  The  counting  rate  corresponding  to  complete 
detection  of  the  disintegi-ations  in  ionization  chambers  has 
been  obtained  with  an  accuracy  of  about  2  percent.  To  this 
error  must  be  added  the  unceidainty  in  the  boron  cross 
section,  so  the  final  accuracy  is  probably  about  the  same  as 
that  of  the  standard  pile  flux.  The  absolute  disintegration 
rate  in  boron  has  not  been  used  in  any  deteimination  of 
neutron  flux  to  better  than  5  percent,  although  the  accuracy 
could  definitely  be  increased. 

The  simplest  method  of  rclatirc  flux  measurement  is  by 
means  of  activation  of  a  1/r  material  in  the  fonn  of  a  thin 
foil.  Manganese,  for  instance,  is  a  good  material  for  I’ela- 
tive  determination  of  high  flux  because  it  has  a  convenient 
half  life  (2.6  hours),  and  a  cross  section  (12  b)  that  is 
small  enough  so  that  excessively  thin  foils  are  not  neces¬ 
sary.  A  thin  foil  of  manganese  activated  in  any  thennal 
flux,  and  in  a  standard  flux,  will  give  the  former  flux 
(again,  actual  density  times  2,200  cm 'sec)  correctly,  re¬ 
gardless  of  the  physical  arrangement  of  the  neutron  flux, 
whether  it  be  in  ^aphite  or  some  other  modei-ator,  in  a 
parallel  beam,  or  any  arbitrary  angular  distribution.  Be¬ 
cause  the  foil  is  thin,  there  is  no  flux  depression  caused  by 
ite  presence  nor  any  self-protection  of  the  foil  itself.  The 
activation  of  a  thin  foil  does  not  depend  on  the  direction 
of  neutron  travel  through  the  foil.  This  is  shown  in  the 
activation  formula  above,  where  flux  is  just  the  neutron 
density  multiplied  by  the  velocity,  with  no  directional  effects 
involved. 


B.  Intermediate  Neutrons 

Th-'-e  has  oeen  no  extensive  work  on  flux  measurements 
for  ir  '  >01'  iate  neutrons,  primai’ily  becau.se  thei-e  has 
been  littli  need  for  accurate  flux  values  in  this  energj' 
range.  For  the  purpose  of  neutron  research,  in  which 
primarily  total  cross  sections  have  been  measured,  only 
relative  flux  measurements,  used  in  transmission  measure¬ 
ments,  are  required.  The  intermediate  neutrons  in  bulk 
matter,  as  in  shields  or  in  tissue,  are  soon  slowed  to 
thennal,  especially  in  light  elements,  and  spend  most  of 
their  lifetime  as  thermal  neuti’ons.  Because  of  the  I’apid 
moderation,  and  the  strong  “self-protection”  that  reduces 
interaction  in  bulk  material,  inteimediate  neutrons  are 
much  less  important  than  fast  or  thermal  neutrons. 
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C.  Fast  and  Relativistic  Neutrons 

Because  fast  neutrons  represent  such  a  wide  energy 
range,  over  which  detector  response  varies  widely,  accurate 
flux  measurement  is  extremely  difficult.  For  these  neutrons 
the  simplest  method  of  flux  measurement  is  by  comparison 
with  the  flux  emitted  by  a  standard  neutron  source,  usually 
a  Ra-Be  source.*  For  this  comparison  the  standard  source 
is  not  used  in  the  standard  pile  but  is  placed  in  the  center 
of  a  large  room,  and  the  flux  of  fast  neutrons  at  a  cei-tain 
distance  from  the  source  is  calculated  from  geometrical 
considerations.  This  flux  is  thus  established  with  essentially 
the  accuracy  of  the  source  calibration,  about  5  percent 
usually.  The  unknowm  flux  is  then  compared  with  this 
standard  flux  by  some  type  of  detector  that  will  not  be 
affected  greatly  by  any  energy  difference  between  the  un¬ 
known  and  the  standard  flux.  Unfortunately,  most  fast 
neutron  detectors  are  not  energy-independent.  The  long 
counter  is  specifically  designed  for  flux  comparison,  how¬ 
ever,  and  can  be  used  in  the  energy*  region  0.1  to  3  Mev, 
in  which  its  sensitivity  varies  by  less  than  5  percent. 

Fast  neutrons,  in  contrast  to  those  of  lower  energy,  can 
be  detected  by  means  of  the  recoil  protons  they  produce, 
and  in  principle  these  protons  can  be  used  for  flux  measure¬ 
ment.  It  is  difficult,  however,  to  measure  the  recoil  protons 
quantitatively,  for  example,  in  an  ionization  chamber,  and 
thus  obtain  the  absolute  flux  incident  on  the  recoil  counter. 
In  practice  an  accuracy  of  about  10  percent  can  be  reached 
by  this  method.  In  a  similar  manner,  an  absolute  flux  can  be 
measured  by  counting  recoil  protons  in  a  photographic 
emulsion,  but  again  measurements  better  than  10  percent 
are  very  difficult. 

Activation  of  foils  of  known  cross  section,  which  is  so 
useful  for  thermal  flux  measurement,  is  much  moi’e  difficult 
to  apply  to  fast  neutrons,  primarily  because  of  the  wide 
energy  range  of  fast  neutrons.  In  bulk  material,  moderation 
produces  an  energ>'  spread,  and  a  foil  that  has  a  cross 
section  varying  rapidly  with  energj’  does  not  give  a  readily 
interpretable  result.  Use  of  threshold  reactions  as  (n,p), 
(n,a),  (n,2n),and  (n,f)  can  give  approximate  information 
on  the  flux  value  in  different  energy  regions,  depending  on 
the  reaction  thresholds.  Table  4  gives  occasionally  em¬ 
ployed  reactions  and  their  thresholds. 

*  In  computing  the  neutron  flux  from  &  standard  source  or  in  measuring  its 
strength  relative  to  another  source  oy  means  of  the  lung  counter,  it  must  be 
remembered  that  the  emission  of  neutrons  from  sources  is  often  anisotropic. 


Tablk  4.  Threshold  detectors 


Detector 

Reaction 

Product 

»'Et 

References'* 

, 

Mev 

mb 

(n.f) 

Many 

Many 

0.4 

1500 

(2) 

Th-'2 

(n.f) 

Many 

Many 

1.3 

no 

(2) 

PuCJ* 

(n.f ) 

Many 

.Many 

0.01 

2000 

(2) 

u-^  . 

(n.fi 

.Many 

Many 

1.3 

5S0 

(2) 

(n.p) 

Si  * 

2.7  hr 

1.0 

120 

(1) 

Ak"»  . 

(n,p> 

!•.!»■«*  . 

13  hr  • 

0.4 

2.0 

(1 ) 

S''2 

( n.p) 

pn 

M.:i  dayn 

1.0 

300 

(1) 

Ti"*  . 

(n.p ) 

Sc‘'‘ 

4  1  hr 

1.3 

23 

(1) 

. 

(n.p ) 

Na-* 

15  hr 

2.1 

.39 

(1) 

Fe®**  .  . 

(n.p) 

Mn’-" 

2.6  hr 

2.9 

18.5 

(U 

( n.2n ) 

24  *>  tnin 

9.6 

42 

ID 

c» 

(n  2n) 

C” 

20..>  min 

20.2 

25 

(D 

life  of  product  nucleus. 

'’Ei~-threshold  neutron  energy. 

^'ir=:appr<iximate  cross  sections  at  energies  well  above  threshold. 

'•References:  (1)  H.  L.  Cohen.  I'hys.  Rev.  81.  I>4  HOol):  Nucleonics  8.  No.  2, 
29  (1951):  (2)  BNL-325;  Rev.  Sci.  Instr.  27.  153.  (1956). 

Appendix  3,  Reaction  Employed  in 
Neutron  Production 

Table  5  summarizes  pertinent  data  on  reactions  utilized 
in  neutron  production.  Both  c\-oss  sections  and  neutron 
yield  are  a  function  of  bombarding  voltage,  which  is  given 
in  5Iev  in  parentheses:  at  other  bombarding  energies  cor¬ 
responding  values  may  be  quite  different. 

The  information  in  the  last  two  columns  is  qualitative 
only  and  is  furnished  as  a  rough  guide. 

For  further  information  see  references  [11  to  16]. 


Appendix  4.  Practical  Use  of 
Radiation  Instruments 

For  health  protection  in  the  vicinity  of  a  neutron  soui-ce, 
measui-ements  are  needed  of  the  radiation  hazard  from 
fast  neuti'ons,  intermediate  neutrons,  thermal  neutrons,  and 
gamma  rays.  A  brief  discussion  of  fundamentals  will  be 
given  here.  For  further  information  the  reader  is  referred 
to  sevei-al  review  articles  [17,  18,  19],  and  to  the  I’efer- 
ences  below. 

A.  Instruments 

1.  Fant  neutrons  and  relafirisfic  neutrons  (10  kev  to  30 
Mev).  As  most  tissue  damage  by  fast  neutrons  is  probably 
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due  to  ionization  from  recoil  protons,  the  fast-neutron  dose 
in  rads  is  usually  assessed  with  an  ionization  chamber  or 
counter  filled  with  a  hydrogea-i'ich  gas.  Fast  nouti'ons  may 
be  distinguished  from  gamma  rays  by  (a)  u.se  of  two 
ionization  chambers,  one  sensitive  to  both  neutrons  and 
gamma  lays,  and  the  other  sensitive  to  gamma  rays  alone 
or  having  a  known  residual  neutron  sensitivitj-  (the  differ¬ 
ence  in  reading  jiennits  evaluation  of  the  neutron  dose), 
and  (b)  use  of  a  proportional  counter  which  is  biased  to 
disci'iminate  against  small  iniLses  due  to  gamma  i-a\s. 
Examples  of  the  ionization-chamber  method  are  tissue- 
equivalent  chambers  [18]  and  CH_.-C  and  CH-C  pairs  of 
chambers  [19].  Proportional  counter  instiaiments  i-eading 
fast-neutron  dose  include  the  polyethylene-ctli.\  lene  propor¬ 
tional  counter  [20]  and  the  count-rate  dosimeter  [21]. 

The  polyethvlene-othylene  propoilional  counter  may  be 
used  with  a  special  circuit  in  which  the  pulses  produced 
by  heavy  particles  are  weighted  according  to  pulse  height 
and  a  count  results  that  is  proiiortional  to  dose.  This  is 
sometimes  called  the  pulse  energ\-  integrating  dosimeter. 
This  instrument  is  not  directional,  but  retiuires  somewhat 
conijilicated  electronic  circuitry.  The  count-rate  dosimeter, 
however,  is  directional.  Both  dosimeters,  being  pulse-oiier- 
ated  insti'uments,  usually  cannot  be  employed  at  soui-ces 
that  jiroduce  radiation  in  very  .short  bursts  for  reasons  that 
are  given  above  (lb.7).  A  scintillation-counter  vei-sion  of 
the  count-rate  dosimeter,  in  which  an  attempt  has  been 
made  to  eliminate  directional  resjwnse,  has  been  reported 
[22]. 

Other  fast-neutron  survey  instruments  have  been  widely 
u.sed,  for  example,  the  “Hornyak  button”  [23].  Caution : 
Such  instruments  do  not  in  general  read  dose,  and  thei’e- 
fore  knowledge  of  neutron  spectrum  is  required  to  use 
them. 

More  detailed  information  about  fast-neutron  hazards 
may  be  obtained  from  insti-uments  that  measure  the  fa.st- 
neutron  spectrum,  and  from  instruments  that  measui-e  the 
LET  distribution  of  the  ionization  due  to  neutron  i-ecoils. 
Approximate  measurements  of  neutron  energy'  distribu¬ 
tions  ma.\’  be  made  by  activation  of  fast-neutron  threshold 
detectoi's  [24,  25,  26].  More  accurate  determination  of 
neutron  si)ectra  may  be  made  by  measuring  the  proton 
recoil  distribution  in  a  cloud  chamber  or  jAotographic 
emulsion  [27],  or  in  a  proportional-counter  spectrometer 
[28],  Information  about  the  LET  di.stribution  and  the  dose 
is  obtained  from  the  tissue-equivalent  wall,  spherical  pro- 
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Table  5. 

Data  on 

neutron  proiluction 

t 

1  Heactiun  yieliLs 

Target 

Residual  j 

Corresponding 

incident 

particle 

energy 

nucleus  | 

^  I 

i 

i 

Thick  target 
yield  or  nominal 
cross  sectH>n 

<p.n>  Reactions 


He-* 

-0.70 

0.50 

Li’ 

lie’ 

—1.6.7 

0.50 

Be» 

-  1  xr, 

(«I,n  t  Kcat'tioiis 


H- 

3.26 

H' 

He' 

17.6 

Li*^ 

...  He- 

Li- 

He-  •  He'  .1 

l.7‘.» 

Li* 

ll«‘  He'  ; 

He* 

B"» 

4.36 

H 

(.Ml 

6.17 

{{'» 

(•■i 

C*- 

N'^ 

0.28 

5.3 

N" 

O's  i 

....  Ne-""  , 

10.66 

2.5  A  lO'-  n//troul 

0.25 

O.Oo  b 

.25 

-“108  n//tcoul 

.20 

5  b 

.10 

1.7  *  10^  n/^coul 

.6 

0.06 

.2 

4  \  lO'-  n  >ct>ul 

A 

l.V 

;  H"’ 

He* 

1  (’« 

H“' 

'  \I3 

H" 

....  N" 

t.-19 

Na“ 

Na-^ 

Mg-2 

Mg*" 

>’i  ■* 

•AJ-’’ 

P- 

(o.n)  Reactions 


1.07 

0.15 

2.:t 


5X10*n  sec'c  f*o-Li 

I  lO'-n  sec/c  Po-Hc 
♦  I.7xi0’n  sec/c  ,  Ra-Be 

6  ^  10-'’  n  sec,  c . i  r4)-B . 

7>  10'- n  sec/c  \  Ra-B . 

t  2  v  10-'  n  st*c  c  I  Pt>-F 
»  2.5  <  in-  n  sec/c  RnBcF, 
4X10‘n  sec/c  ....  Po— Na 


2.»»7 


0.0} 

-2.02 


t  2  ■«'  1 0  •  n  sec  '  c 
2  «  10'  n  sec  'c 


Po-Mir 

Po-AI 
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Decree  of 
(fanuria-ray 
(.'fintaniinatiori 


I  Consiilcruljle 
J  — Id  '  }iroti*n 
\  (.'unsldt'iul'ie 
f  ■— 2  •  I'l  '  (irulun 
\  ConsitUTiU'lt* 

I  Id  ■  *,  pi'otixi 


J  Nono 
1  Slight 

0.:i  •,  n 
.0:5  •,  n 


L45 


Ntine 


M  any 
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0)1  neutron  production — Continued 
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Gumma-ray  ai-tivity  or 

energies  comparative 
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\lev 
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i>.\ 

A 

l.d 
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Small  «  He‘“). 
Small  •  C‘*  1 . 
None 

Slight  <N“). 
N**ne. 
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n 
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n 
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n 
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n 
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n 
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].>:  2.d. 

n 

-  0.3. 

0.<  :  l  .>  :  1.0 

n 

'  0.1.=). 
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_ L 

n 

-u.l. 
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lx)rtional  counter  [29,  3(1],  oi-  by  calculation  from  the 
measured  neutron  flux  and  energy  tlistribution  n’l], 

2.  Intermediate  nentnm.-i  (O.'j  rr  to  ID  kt  r ) .  Intermedi¬ 
ate'  enei’gy  neutron  flux  is  usually  not  important  for  health 
protection  because  the  biolojrical  I'ffect  i)er  neutron  is  small 
compared  to  that  for  fast  neutrons,  and  the  intermiiliate 
neutrons  are  (piickly  moderated  in  the  human  bodj-  to 
become  slow  or  thermal.  The  usual  in.sti'ument  foi-  flux 
measurements  is  a  boron  counter  in  a  nvKlerator,  such  as 
the  “long  counter”  [32,  33]  or  certain  survey  instruments 
[31],  The  long  counter  is  also  useful  for  fast-neutron  and 
thermal- neutron  flux  measurement. 

3.  Thermal  neutrons.  Thermal-nenti'on  flux  may  be  de- 
tei'mined  by  absolute  measurement  of  the  induced  railio 
activit.v  in  any  one  of  several  elements  [2.'),  3.'>].  Boi'on- 
walled  ionization  chamix'rs  or  counters  may  be  calibi'ated 
by  means  of  foil  activation. 

1.  (iamma  raijs.  Gamma-ray  dose  may  be  measured  in 
carbon-walled  chambers  which  often  have  onl.v  a  slight 
response  to  neutrons  (which  must  be  cori-ecte(i  foi  ).  Be¬ 
cause  the  interaction  of  neutrons  with  tissue  can  pi'oduce 
gamma  ra.vs,  a  ftrecise  determination  of  tlu-  dose  i  e(|uires 
appropriat('  i)hantoms.  Commonly  u.sed  gamma  ra;.'  sur\ey 
meters  and  (losinietei's  cannot  be  u.sed  when  large  numbei's 
of  neutrons  are  present,  as  they  pos.sess  considerable  but 
un]<nown  neuti'on  sensitivity. 

Personnel  monitorinfi.  Area  monitoi'ing  of  neuti'ons 
around  pei'manent  in.stallations  is  especiall\-  imi)ortant  for 
fast  neutrons,  because  often  neither  gamma-ra.\'  film  badges 
nor  (K)cket  dosimeters  give  sufHcient  information  to  e\alu- 
ate  the  do.se.  Fa.st-neutron  nuclear-track  film  badge's  [.'>()] 
are  useful  in  ca.se  of  accident  and.  although  rather  in.-ensi- 
tive,  are  of  .some  value  in  the  permissible  dose  range. 
Slow  neutrons  may  be  adequately  monitored  by  a  cadmium 
covered  emulsion  in  a  gamma-ray  film  badge  or  In  boron 
lined  pocket  chambers. 

B.  Calibration 

With  most  neutron-monitoring  instruments  it  is  essential 
that  the  instrument  be  calibrated  fi-eiiueiitly  in  a  known 
neutron  flux.  Extremely  large  errors  are  jiossible  with 
many  commercial  in.struments  unle.ss  jiroperly  calibrated. 
A  con\enient  method  for  calibration  is  the  u.se  of  a  portable 
radioacti\e  neuti-on  .source.  -A  primary  .standard  .soui’ce  of 
a  laboratory  may  be  calibrated  for  total  lu'utron  ('mi.ssion 
rate  b,\'  submission  to  the  National  Bureau  of  Standards. 
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Radioacti\e  neutron  sources  may  also  be  calibiated  for 
dose  rate  at  a  fixed  distance  using  a  fast  neutron  dosimeter 
calibrated  with  an  internal  alpha  source  [2(i]  or  calibrated 
with  monoenergetic  neutrons.  Known  thei'mal  fluxes  foi' 
calibratit)!!  may  be  obtained  using  the  calibrated  standard 
source  in  a  giaphite  “standard  pile”  [37],  or  by  use  of  a 
moderating  geometry  to  produce  a  tnenna  1-neutron  flux, 
which  may  then  be  comjjared  to  a  known  theimal-neutron 
flux  such  as  the  Natioiial  Bureau  of  Standards  standard 
thermal-neutron  density  [38], 

.\ppendix  5.  Neutron-Capture  Gamma  Ru\s 

Table  6  summarizes  gamma-ray  energies  encountered  in 
neutron  capture. 


.Appendix  6.  Shielding  Calculations  and  Data 

The  same  fundamental  safety  factors  that  were  described 
r:l9]  for  gamma  rays  apply  to  neutrons:  (a)  Di.stance 
from  .source,  (b)  time  of  exposure,  and  (c)  attenuation 
by  shielding  or  other  material.  Becau.se  tlie  several  types  of 
neutron  .sources  (Infer  considerably,  they  will  be  treated 
separately. 

Reactors' 

The  neutrons  from  reactors  come  from  (a)  the  fission 
|)rocess  (prompt  neutrons)  and  (b)  radioactive  nuclides 
produced  in  fi.ssion  (delayed  neutrons). 

Prompt  Neutrons  from  Fission 

Prompt  neutrons  from  fi.ssion  are  produced  at  all  ener 
gies  up  to  about  17  Mev,  dLstributed  as  shown  in  figure  16. 
More  accurate  figures  are  given  in  table  7.  The  attenuation 
pi'ocess  consists  primarily  of  collisions  in  which  eithei’ 
large  energv'  degradation  is  accomplished  or  the  neuti-on  is 
widely  deflected  so  that  its  total  escape  path  is  significantly 
increased.  Following  degradation,  many  succe.ssive  colli¬ 
sions  take  place  in  a  relatively  short  furtlu'r  I'xcursion 
before  the  neutrons  are  absorbed  at  low  energ.v.  Because 
in  genera!  cross  sections  deci'ease  with  increasing  energy’. 

'  Ni'U-:  Th«'  shioltHnK  <*f  rca«’t<>r'‘  i*  a  romrlicated  subjwt  bej'und  the  scope  of 
this  Miintlhook.  Wui  th**  Iri-atment  given  here  will  give  a|-.proxiruatc  tinswcrs  t»» 
simple  problems  and  will  tut  adequate  for  estimating  the  efTect.-5  of  small  change^ 
in  shield.-*. 
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f,  M*. 

I'Ka  RK  10.  IfisfrihHfion  of  prompt  fisaion  tuufrori.'^, 

NumlK‘r  of  n«‘Mtrorts  |n*r  Mvv  inUTVul  \<*rsus  lu'iiiron  energy. 

the  neutrons  produced  at  higher  enei’gy  have  the  best 
chance  of  penetration.  Balancing  this  is  the  original  distid- 
bution  in  which  the  lower  energies  predominate.  For  most 
shields  the  neutrons  produced  at  about  8  Mev  ai’e  most 
likely  to  peneti-ate,  although  they  may  have  had  a  collision 
near  the  outer  shield  sui'face  and  hence  emei’ge  at  lower 
energy. 

A  simplified  calculation  of  attenuation  is  made  on  the 
basis  of  the  neutrons  at  about  8  Mev.  Some  allowance  is 
necessary  for  the  neutrons  that  have  collided  but  still  es¬ 
cape,  a  factor  usually  called  the  buildup  factor.  This  is 
taken  account  of  by  a  compensating  factor  obtained  by 


TaBLK  T.  The  U”’*'*  ti.'i.'tion  siftetrum  nj  prompt  ntntrtnis' 

\i  Filth'  i>  thf  frui-tion  of  nfutrt»ns  of  enerkry  F  to  E  \  dF.  from  therniul- 
neuti'oil  lission  of  r-'--. 
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'  (’alfiilaleil  fr«»n» 

thf  formula  t»f  11. 

K.  Watt.  IMivs.  Kov.  .8 

T.  1027.  *10521. 

.-<•  J.  K.  Kviirw. 

Kavl  »u**»ir«»n  vportra  from  lh«*  wator 

lx.il.T.  1...S  .\U 

•UMiiitif  I.alKiratory.  I..\»i:’.05  l.AKt'If  iMarvh.  10.51 

counting  all  neutrons  as  it  they  were  in  the  high-energy 
grouii.  This  simi)lifies  the  calculation,  is  reasonably  accu¬ 
rate,  and  is  conservative  for  shields  that  contain  reasonabU’ 
(juantities  of  modeiating  mateiial.  Examples  of  such  ma¬ 
terials  are  the  water-bearing  concretes  such  as  ordinary 
concrete,  barytes  concrete,  magnesium  o.xychloride  cono'ete. 
and  water,  ma.sonite,  moi.st  earths,  etc.  Othei'  materials 
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4,  atomic  WE'Gmt 

riiJl  KH  1 7.  Fi.'isitni  m’ttt t  tm  ntft  unufnm  roi  fJirU'ntH* 

(  Ma'  i’osciipit-  ••!•!*>>  -oi-iioiis  <ii\ii|it{  i»>  ii'iiy  >  versus 

(  Atiiniiv  vvi-iuhl  • . 


wiiich  ai'f  not  modorators  (large  atomic  weight,  A >16), 
siicli  as  iron,  lead,  etc.,  can  lx*  counteil  as  well,  j)i’ovided 
the.v  are  followed  with  moderating  material  on  the  oiit.side." 

licniiirdl  Crosx  Scctinns:  Removal  ci’oss  .sections  are  the 
cro.ss  sections  to  be  used  in  calculating  the  attenuation  of 
fast  neuti'ons.  The  microscoi)ic  i-emoval  cross  section  (er) 
is  roughly  three-quarters  of  the  total  cross  .section  at  8 
iMev,  an  e.xception  l)eing  hydi’ogen,  for  which  the  fraction 
is  .somewhat  higher. 

The  macro.sco|)ic  removal  cross  .section  is  given  by 


0.6()2,r,7. 

A 


(cm  ' ) . 


(6) 


•' Caution:  Thf>»*  normaulfratint;  n);tt>’ri:ils  jii*.  i-flatlvrly  transparent  to  l(»\v* 
t-norvry  (10  to  *i<M)  k<'v »  nention^,  which  wiil  pnuluce  capture  tranmia  railiation 
when  reacfiinvc  the  iniuU-r.tlinir  material;  these  hard  Kaitiitia  rays  must  he  shieldcci 
•  .lit  siihsetjueniiy  by  other  material. 
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whei'e 


<rr=microscopic  removal  cross  section  (barns), 
P=density  (g  em-*), 
i4=atomic  weight. 

It  will  be  noted  that  1,  )>  is  a  quantity  dependent  only  on 
the  microscopic  nuclear  properties.  This  is  a  smoothly 
varying  function  of  the  atomic  weight,  which  is  given  in 
figure  17.  From  this  curve  the  removal  cross  section  can 
be  obtained  for  any  element. 

The  macroscopic  removal  cross  section  for  a  material  of 
several  elements  is  obtained  by  simple  summation  over  its 
constituents : 

2r,  compound  p2+-  •  •>  (7) 

where 

(  — V^value  from  figure  17  for  element  1  of 
f  /  compound,  (cm-  'g),  etc. 

p,= density  of  element  1  (g/emO,  etc. 

Example:  Find  2,  for  CaCOj;  density  =  2.711,  molecular  weight 
=  100.09. 


El«m<‘nt 

A 

P 

1 

40.08 

100.09 

Ca 

40.08 

X  2.711  =  1.087 

0.0242 

0.0263 

C 

12.01 

12.01 

100.09 

X  2.711  =0.32r> 

.0r>l0 

.0166 

0 

16 

3  X  16 
100.09 

X  2.711  =  1.299 

.0410 

.0533 

Total  ' . 

0.0962 

CaCOa  =  0.0962  cm  ' 


Examples  of  removal  cross-section  calculations  for  com¬ 
mon  shield  materials  are  given  below.  Table  8  shows  the 
pertinent  steps  for  barytes  and  ordinary  concretes,  starting 
with  elemental  assays  shown  in  the  second  columns.  In  table 
9  the  results  are  summarized  for  several  common  materials. 

The  core  of  the  reactor  is  defined  to  be  the  volume  in 
which  the  fissions  take  place,  and  the  shield  is  the  material 
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TabLK  8.  Cnh'ulatioHs  of  neutnm  removal  cross  sections  (i!r) 


Element 

.1,  Atomic 
weight 

p.  Density  in  I 
cumposition  1 

—  r/ P 

Uartyes 

l>l«K*k 

concrete 

a 

cal’* 

55.85 

1.0 

0.307 

.015 

1.090 

0.0200 

.602 

.041 

H . 

O  . 

.0090 

.0447 

Mb  . . . . 

24.32 

.032 

.0004 

Ca 

Ba 

40.08 

137.36 

.159 

1.470 

.024 

.124 

.0038 

.0182 

Na  . 

23.0 

0.005 

.033 

.0002 

Si . - 

28.06 

.061 

.0295 

.0018 

A1 . .  . 

26.97 

.020 

.0301 

.0006 

Mn  . 

54.93 

.003 

.0202 

.0001 

S  . 

32.07 

.348 

.0275 

.0096 

Total  . . 

3.491  i 

0.0945. 

Ordinary  concrete 

O  . 

16.0 

1.103 

0.041 

0.0452 

Si  . 

28.06 

0.2815 

.0295 

.0083 

A1 .  . 

26.97 

.0330 

.0301 

.0010 

Fe  ,  . 

55.85 

.0183 

.0200 

.0004 

Ca  . 

40.08 

.7712  1 

.024 

.0185 

C  . 

12.01 

.0761  ■ 

.050 

.0038 

Na 

23.00 

.•Ml 6  i 

.033 

.0004 

K  . . 

39.10 

.0079 

.024.5 

.0002 

H  . 

1.0 

.0250  , 

.602 

.0150 

Mg  . . 

24.32 

.0426 

.032 

.nOH 

Total 

2.3702  j 

■ 

0.0942 

Table  9.  Macroscopic  neutron  remora!  cross  sections  (i^r) 
and  aftemtation  lenfjths  of  some  shielding 
and  reactor  materials 


Material 


Sr.  Removal  Attenuati*'n 

Cross  section  length 


Water . 

Iron 

Ordinary  concrete 
Barytes  block  concrete 
(Jraphite  <pr-1.54)  .  . 


cm  * 


cm 


0.103 
.1570 
.01»42 
.00  IS 
.785 


9.7 

6.34 

lO.R 

10.6 

12.7 


external  to  it,  including  reflector,  pressui'e  shell,  if  any, 
and  of  course  the  shield  proper. 

The  dose  external  to  the  shield  is  now  calculated  to  be 

n  (rems/hrl  o.lxlO’  (8) 

7^v  V 
*  —r*  — r 
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where 


p=  power  density  in  core  (watts  cm-*). 

2;r..=macroscopic  i-emoval  cross  section  of  core 
material,  calculated  as  abo\e  (cm  '). 

T  shield  thickne.ss  (cm). 

i;,=avi>rag('  macroscopic  removal  cro.ss  s<'ction 
for  shield  (cnj  ’). 

-  Ml  T)  [(l,.r),  .  (i,.,-)  .  V,),  .  .  . 

(ir'T)  i=i)roduct  of  macro.scopic  removal  cro.ss  .sec 
tion  1,  and  thickness  .r  for  the  /th  shield 
iajer. 

5.4xl*'''-  (7..^y  l(|i"  fission  neutrons  per  joule)  X  ( ' 
geometrical  factor)  ■  (7,000  neuti'on.s 
cm  .sec  per  rem  hr). 

F ^'geometric  factor  Utking  account  of  the  core 
shape,  as  follows: 

=  1  for  a  lai'ge  flat  core  surface  ad  jacent  to 
.shield. 

=<(  (T  ■  <t)  for  a  si)herical  core  of  ladins  a. 

-^=[r(  (T  W()]'-  for  a  cylinder  of  radius  r/, 
measurement  at  midjdane. 

For  small  cores  of  whatevin-  shape  the  formula  for  a 
si)iicre  of  e(iuai  volume  ma.'i-  he  ased,  i)i-o\  ided  the  ma.vimum 
diameter  (e.g.,  corner  to  corner)  d,„  fulftlls  the  following 
critei-ion : 


d-., 


(0) 


Delayed  Neiifrons 

Delayed  neutrons  are  produced  from  certain  radioactive 
nuclides  among  the  fission  pi-oducts.  The  '  ilf  li\es,  ener¬ 
gies,  and  .vields  of  the  dominant  (‘mitters  (gi-oups)  are 
given  in  table  1(>.  They  ar<>  not  imjxn'tant  by  compai’ison 
with  the  promi)t  fi.ssion  neuti'ons,  but  foi-  ca.scs  in  which 
the  fi.ssion  j)roducts  are  lamiuved  fi-om  the  reactor  to  regions 
outside  its  shield  .shortly  after  being  (n-oduced  they  may 
be  very  important.  Exami)li>s  of  such  removal  are  exi)eri- 
mimtal  fuel  loops  and  |)neumatic  sami)U'  hanfllei's  in  which 
fission  takes  jilace  in  the  sampk-. 

For  delayi'd  neuli'ons  tlu-  only  really  satisfactoi'v  shields 
are  hydrogenous  mati-rials,  and  the  effect ivene.ss  depeii.is 
otd\-  on  the  hydrogen  thickne.ss  of  the  shield.  Becau.se  the 
neutrons  are  of  too  low  ene)-gy  for  inela.stic  scattei'ing,  ele- 
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T.ABlfc,*  10.  Dvltiffeti  yteutroHii  from  fission  proilucis 

! 


y.  - 

10*. 

ilrH. 

\  , .  1  Kvay 

D*>s«.  |»«'r 

Rt'm"t  .tJ 

!■  n  j  -  - 

Ornup  ll;ilf  life 

Knt-fir.v 

per  1  (•' 

et»nstant 

unit  tliix 

s»M-t  i.m  of 

U  * 

liyiirogcn 

.  !• 

r.  MiJ*  h  r 

Hii  rug 

1  55  H 

0.»!25 

2r»t» 

6.1  •  10  - 

6.25 

4.2 

7.8 

1  .  22.(1 

.0.‘tl3 

570 

0.7 

41.5 

:u.5 

5.2 

4. .51 

.154 

412 

8.1 

5:1.2 

.S7.t» 

6.0 

\  1.52 

.45« 

«T0 

I0..5 

6«.2 

4.7 

5  rt. 

1.61 

loO 

21.2 

.15.7 

6.1 

Total  .  .  ioy.2 


monts  other  than  hydrogen  are  relatively  meffoctive  and 
are  ignored.  For  eonvenietico  the  removal  ci'o.ss  .section  of 
lij'drogen  for  each  energy  i.s  also  given  in  table  10. 

The  dose  due  U)  tiu*  delayed  neutrons  i.s  just  tiu'  sum 
of  the  contriljutions  from  several  emitters: 

O, .  ih  I)  f),  _  (10) 

where  1,  2,  3,  etc.,  refer  to  the  dilferent  gi’oiijxs  of  ^lela,^•ed 
neutrons.  The  conti'ibution  from  one  emitter  is  calculated 
as  follows: 

D,  (rems  h'‘) .  HI) 

where 

R--^distance  from  center  of  dela.ved  neutron 
soiu'ce  to  place  where  1)^  is  to  l)e  detei- 
mined. 

7’=shield  thickne.ss  (cm). 

^av('rage  macroscopic  removal  cross  section 
(cm  ■) 

=1  T[(lH,.r),  :  h - ]. 

(iriiS’)  ;  =  pi'oduct  of  hydrogen  removal  cross  section 
and  thickne.ss  for  the  /th  shield  layer. 

7,  do.se,  I'ems  h)-,  pei-  unit  neutron  flux  (neu¬ 
trons  cm-  .sec)  for  the  tlelayed  neutrons 
of  group  1,  table  9. 

S,=^=source  strength,  neutrons  sec.  of  neutrons 
from  group  1. 

For  the  common  ca.se  of  a  uranium-beai'ing  licpiid  (or 
wire)  loop  circulating  into  and  out  of  a  reactor,  the  .soui-ce. 
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S„  is  just  the  rate  of  neutron  release  outside  the  reactor 
shield  (but  of  course  inside  the  special  loop  shield).  Then, 
after  many  cycles,  for  each  group  there  is  an  expre.ssion  of 
the  following  forai: 

/*/.  (1  c-',',)(c  v.)(l  cv,) 

'  r  '-'T)  ' 

where 

/= fission  rate,  fission  sec  (total). 

j/,=  yield,  neutrons  produced  in  group  1  per  fission. 

,\,=decay  constant,  sec  ',  for  group  1. 

f,  time  each  loop  particle  spends  in  the  neutron  field 
per  cycle. 

fp=time  each  loop  particle  spends  on  the  way  out 
through  the  shield. 

fr=time  each  loop  particle  spends  in  the  exterior  part 
of  the  loop,  from  which  it  radiates. 

T-^cycle  time. 

Radioactive  Neutron  Sources 

The  dose  rate  from  a  radioactive  neutron  source  is  best 
calculated  somewhat  differently  from  that  from  other 
sources.  Owing  to  the  small  intensities  available,  relatively 
thin  shields  are  needed  and  hence  the  scattered  neutrons 
offer  a  very  significant  contribution  to  the  total  dose.  To 
take  account  of  this,  a  buildup  factor  is  used.  For  Po-Be 
and  Po-B  sources  with  water  or  paraffin  shields  at  least  20 
cm  thick,  the  value  of  this  buildup  factor  is  approximately 
5.  For  these  common  situations,  the  following  formula  gives 
the  dose  rate : 

D  (rems/hr)=‘-^'^'^^^  (13) 

where 

S=source  strength  (neutrons /sec). 

R  distance  from  source  to  point  for  which  the  dose 
rate  is  to  be  calculated. 

B  buildup  factor,  —5. 

7=dose  per  unit  flux  for  neutrons  of  the  source 
energj-  (rems'hr  j)er  neutron  cm-  sec), 
macroscopic  removal  cross  section  for  the  given 
source  and  shield,  obtained  from  table  8  where 
possible,  or  calculated  using  nine-tenths  of  the 
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hydrogen  cross  section  for  shields  and  sources 
not  included  thereon. 

7’=.shield  thickness  (cm). 

■Accelerators 

Accelerators  which  yield  neutrons  can  be  shielded  accord¬ 
ing  to  formulas  which  have  been  developed  for  reactors. 
For  neutron  energies  up  to  30  Mev  the  removal  cross  sec¬ 
tions  can  be  taken  to  be  about  three-quarters  of  the  total 
cross  section. 


.Appendix  7.  Neutron  Protection  Near 
High-Energy  Electron  Accelerators 

Because  there  are  many  types  of  high-energy  electron 
accelerators  and  because  installations  vary  widely,  it  is  not 
practicable  to  gi%e  general  rules  for  neutron  protection 
which  would  be  valid  for  all  cases.  However,  two  chief 
factors  may  be  pointed  out  that  govern  the  neutron  shield¬ 
ing  problem.  These  factors  are  (1)  the  enei’gj’  of  the 
photons  and  (2)  the  type  of  shielding  material  used.  The 
primary  sources  of  neutrons  near  a  high-energy  electron 
accelerator  are  the  machine  itself  and  the  point  where  the 
beam  strikes  the  wall  [40]. 

Neutron  production.  To  liberate  a  neutron  from  the  nu¬ 
cleus  requires  that  the  absorbed  photon  energy  exceed  the 
binding  energj"  of  the  particle  in  the  nucleus  (of  the  order 
of  6  to  18  Mev,  mostly  about  10  Mev).  Therefore  electron 
accelerators  of  energj'  below  10  Mev  will  usually  have  very 
small  or  no  neutron  backgi’ounds.  Common  photoneutron 
threshold  energies  and  information  on  neutron  yields  for 
various  elements  are  given  in  Handbook  55  of  this  series. 

For  electron  accelei'ators  of  energies  much  larger  than 
photoneutron  threshold  energies,  the  yield  of  neutrons  by 
photons  incident  on  lead  may  be  approximated  by  [41,  42, 
43]  ypi,~0.41F„  where  Y=  the  number  of  neutrons  pro¬ 
duced  and  W..  is  the  total  incident  photon  enei’gy  (i.e., 
number  of  photons  times  photon  energies)  in  Bev.  The 
yield  Y  vai-ies  approximately  as  the  square  root  of  the 
atomic  number.  Th^above  relation  may  therefoi’e  be  re¬ 
written  y,~0.044\/Z  iy„.  The  photons  have  energies  of  the 
ordei’  of  20  Dlev.  The  neutrons  are  produced  with  a  wide 
distribution  in  energy,  the  average  for  lead  being  about  2 
to  3  Mev,  and  for  carbon  about  5  Mev  [40].  As  photon 
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eneig'.N’  iiiciTases,  the  lu'utioii  pr-ateetiuii  iii-obleiii  l)et()me^ 
moi'o  serious,  presumably  because  of  a  liigh-eiierfjry  tail  to 
the  neuti'on  di.stributiou.  As  the  mean  free  path  foi’  fa.st 
neutrons  Ix'comes  larijer  (approximately  as  the  i'nerg\ )  as 
the  neutron  energy  inci'eases,  the  choice  of  shielding  ma,\ . 
for  very  high  energy  electron  accelerators,  actuall,\  be  dic¬ 
tated  by  the  fa.st-neutron  hazard. 

ShieMint/  nintcrinis.  Conci-ete  or  other  hydi-ogen  contain¬ 
ing  materials  are  desirable  for  neutron  shielding.  However, 
many  electi'on  accelei’atoi’s  are  shielded  with  lead,  fre- 
((uently  as  an  intc'gral  pai-t  of  the  machine  itself.  The  lead 
acts  bt)th  as  a  strong  .source  of  photoneutrons  and  as  a 
pool'  neutron  shield. 

After  the  neutron  production  nc'ai'  the  high-energy  ek'c 
tron  accelerator  has  bemi  establishc'd  (rememb<>ring  that 
neutrons  may  be  produced  in  the  .shield  itself),  the  neutron 
shielding  requirements  may  be  determined  according  to  the 
methods  outlined  in  apiiendix  6. 
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